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The FISCHER PLANT 


Home of Fischer Quality and Service 


Conveniently Accessible 
From All Parts of the City 


DRIVING—Follow Washington Blvd. to Oakley Blvd., north 
on Oakley to Wabansia Ave. and one block west, or 


BY ELEVATED—Take the Humboldt Park “L” to Western 
Avenue Station, walk one block north to Wabansia Ave- 
nue and a short block east to Claremont, or 


BY SURFACE CAR—Western Avenue to Wabansia pe Hue, 
and one block east to Claremont. 


Visitors Are Always Welcome! 











Foreword 


N presenting this, the 16th edition of our Accessory Catalog, we 

wish to call special attention to the many additions and changes that 

have been made. This catalag supersedes all former issues. It 
shows our full line of accessories, and renders obsolete all former 
illustrations, prices and description.’ No prices are given, but periodical 
price lists are issued to keep step with market fluctuations and the rise 
and fall of consequent costs. 


We believe that our successful growth has been largely due to the 


rigid policies which we adopted at the outset—up-to-date manufacturing 


equipment, fair selling prices, guaranteed EO DENS, an adequate Serv- 
ice Department, and the ever present desire to “‘play square.” . 


| - Always use a separate sheet on which to write 
How to Order ee eee anes ; 
your order, and write it on one side only. Avoid 
including it in the wording of your letter. Ttiis hastens the correct 
filling of your order. Use catalog numbers and write plainly, and when 
ordering by telegraph use Code words as they designate to us exactly 
what is desired, and save you expense in the message as well. 


State clearly whether your machine is to be operated on the Direct 
or Alternating Current. If on D. C., give Voltage; if on Alternating, 
give Voltage and Cycle. Obtain this information from a reliable source: 
preferably from your electric power station. 


When order does not give shipping instructions we will send via the 
cheapest or most direct route. Articles of light weight will be sent by 
Parcel Post to expedite deli®®ty wherever possible. 


Our responsibility ceases 
when goods are receipted 
for by the express freight carrier, agent or Post Office, and we cannot 
be held responsible for breakage during transit, and if claim has to be 
filed for damaged goods, such claim should be filed by the consignee 
against the Transportation Company. 


Damage to Goods in Transit 


Return of goods by parcel post should always be insured so the 
shipper is protected in case parcels are lost. 


As soon as it is found that goods are received in a damaged condi- 
tion the carrier’s agent should at once be notified and have the damaged 
goods inspected. 


Neglect in complying with this rule places the responsibility entirely 
with the consignee in case claim is refused. 























ACCESSORIES 


Any defects in our apparatus that may develop 
Guarantee within six (6) months from date of shipment 
under normal and proper use, due to faulty material, imperfect insu- 
lation, or careless workmanship, will be repaired or replaced at our 


option and our expense, provided such apparatus is delivered prepaid 


to our factory. 


For repairs or replacements during the next twelve (12) months, 
we will charge only actual cost to cover, and after this period our 
service and our attention are to be called on when required, with the 
understanding that charges for overhauling “Fischer” apparatus will 
always remain as near actual cost as possible. We do not maintain a 
repair department for profit—this department is entirely for your 
service. 


We will not assume any liability for work done by others, without 
our consent in writing, nor for defects from improper storage. 


We will not assume any liability for breakage of glassware, lamps, 
or X-ray plates, nor for deterioration of rubber goods, X-ray films or 
any perishable goods. We can but use the best materials obtainable. 


Rotary converters, meters, and motors not manufactured by us, 
do not carry our guarantee, but are backed up by the guarantee of 
the makers. 


3 ; Crediting for return of goods or- 
Return of Merchandise dered in error or on account of dis- 
satisfaction on receipt has become a serious factor of expense, and is a 


problem difficult of solution. In justice to our customers, and to 
ourselves we have adopted the following, governing such returns: 


No merchandise will be returnable for credit after having been in 
customer’s possession fifteen (15) days or more. 


No merchandise will be returnable for credit except upon written 
request of purchaser, and then only with our consent. 
_ All merchandise must be returned prepaid. 

No merchandise will be accepted unless returned in salable condition. 


All merchandise returned, whether for repairs or for credit, must 
be carefully packed, and all goods over a $2.00 valuation should be 
insured. 


Cabinets or Portables returned for repairs or overhauling should - 


be stripped of all accessories, unless such accessories are also to be 
gone over. Loose accessories always mean danger or further damage 
to your equipment in shipping. We cannot be held responsible for 
breakage or damages due to improper packing. 


And last, but very important nevertheless, never fail to place your 
name and address nm and on the box or parcel when shipping to us. 
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AND SUPBETES 








All prices are figured F. O. B. Chicago. The prices on all 
Prices our goods are as low as it is possible to make them and still 
be consistent with the quality of the materials and high grade of work- 
manship used in their construction. 


All orders for $1.00 or under should be accompanied with stamps, 
money order or check. 


Our minimum billing for goods shipped is 50c. 


Our prices are subject to change without notice. 


A discount of 5% will be allowed when cash accompanies 
‘retail orders. Retail purchasers having an established credit 
with us may discount their bills in ten days, or they will be considered 
net and due in thirty days. : 


Terms 


Our goods are also sold on the deferred payment plan, at list prices. 
We shall be glad to make quotations to reliable parties, and ask that you 
write us if interested. 


Ne pe We earnestly solicit new accounts, but pur- 

: chasers will appreciate the necessity of supply- 
ing satisfactory references. The name of the bank carrying your. ac- 
count, or some Chicago firm with which you have transacted former 
business, is usually sufficient. ” | 


NOTICE! 


Illustrations herewith are not binding as to detail, in view of constant 
wmprovements, and the goods supplied you may differ slightly in appear- 
ance. However, when your order ts received, the very latest model will 
always be forwarded. 
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SPECIAL SERVICES FOR 


_ PHYSICIANS AND SURGEONS 


In the interest of physiotherapeutic progress, H. G. Fischer and 
Company for years have. sponsored a number of special services to 
physicians and surgeons. Lectures, clinics and conventions, conducted by 
recognized authorities in the field, are held at frequent intervals under 
our auspices. Reports, reprints, brochures, booklets, books and a 
monthly magazine are published. Among these various services the 
following are worthy of special mention: 


Monthly Lecture-Clinics. In charge of various well-known physio- 
therapeutists. Held at the Fischer Company’s building, the second Mon- 
day of each month. Physicians and surgeons are invited to attend these 
meetings without fee or obligation. : 


lischcr's Magazine. A digest of current physiotherapeutic news, lec- 
tures, papers and case reports, published monthly. Any physician or 
surgeon will be put on the mailing list, on application, free of charge. 


Pamphlets, Brochures and Reprints. These are constantly being pub- 
lished, covering subjects throughout the entire field of physiotherapy. 
Treatises on any specified subject will be mailed free to any physician 
or surgeon on request. 


Books on Physiotherapeutic S ubjects. The latest literature of physio- 


therapy, by nationally known authorities, is always available here. Send - 


your order and we will deliver the book at regular publication price. 


Booklets and Catalogs, covering the various types of physiotherapeu- 
tic treatments and apparatus, are available. Physicians and surgeons de- 
siring information on Diathermy Outfits, Quartz Lamps, Radiant 
Lamps, X-Ray Apparatus, Morse Wave Generators, or any other 
physiotherapeutic apparatus, are invited to correspond with us. 


Whatever may be the information you desire on any physiotherapeutic 


subject, prompt attention may be had by addressing your inquiry to 


Educational Department 


H. G. FISCHER & CO., Inc. 


Physiotherapy Headquarters | 
2333 Wabansia Avenue Chicago, Illinois 
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The ‘New Fischer Flexible Mesh Electrodes 


(Pat. Applied For) 


The most flexible and. convenient 
ALL-METAL electrode ever de- 
signed. 

Fits any part of the body like a 
glove, regardless of shape or contour. 

May be applied with Diathermy, 
Ilectro-coagulation, D’Arsonval Auto- 
condensation, Sinusoidal, or any other 
Electrical modality where perfect con- 
tact on the skin is necessary. 





Application Mesh Electrode 


Composed of a series of flat links of German 
silver, they are flexible, practically indestructi- 
ble, easily sterilized, and form an almost con- 
tinual flat surface to be applied to the skin. 





A Mesh Electrode 
| Padorsed by physiotherapists everywhere. 


Especially valuable for use on uneven sur- 
faces where solid electrodes cannot be effective- 
ly employed—on the knee, elbow, wrist, hand, 
spine, over the shoulder, in fact wherever it is 
impossible to make perfect contact with any 
other means. < 





Section of Electrode, Show- 
ing Exact Size of Links 


Stocked in the following sizes: 


No. Code 
Si io <i CUGE tes RE RIN Re ee udg ie ee Ory) i) 
a ea OO ites bei OREN at a ee ae al Te ane Samil 
Ae OE Oe cae Be a Sen Re as ea eae or Samme 
SAO Oe Oe ae Rei eh el Sate a ey ee es Sambo 
tO EO oe hs ee So aS eS RN Go pe Samot 
OOO aOU KIO ees oN ek aE i ee Sampa 
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Or we can furnish as follows: 


Mesh Electrodes With Sponge Rubber Pads _ 


No. Code | 
0) agers Men 0 CS (esta oii me Mie hs AO Be Cenaet ene 4 cee at cee ey er ga Sabbot 

BAA Se OC WIG. coe (a See ia ae oii aie oe ily el Safrol 

SAO Oe WIE tle eM ee ee TS ia ote nt ee Re ee Sagger 

Vit LOM WAGE Sas elit Cee ede phe tn a Oa ey ia Sagums 

S72. 20 wide). Mc Aen eos Nee aioe Gah To uae cra. toes Paks Sailer 


(Will be cut to any lengths, to order. A cutting charge of 15c will 
be added for special lengths under 10 inches. ) | . 








| 

| 
Can be folded to cover any area. | 
} 





: 7 These combinations are the direct re- 
Cuff Method Diathermy Application | sult of numerous suggestions that they 
| would be very adaptable; already they 
have more than fulfilled expectations. 
| The Sponge Rubber padding may be 
| washed and always kept clean. It is very 
soft,.and conforms well to any ungven 
surface. ‘The elastic bandage is entirely 
removable. Stocked in five sizes: 


| No. : 
p S91 Sponge... Mesh: Klectrode—3) 1x34 oe oe 
893 . “Sponge: Mesh. Hlectrode—4 7’ x4147 al 
894.| Sponge Mesh Electrode—414%x5) 7 o.oote as. 





For employing the “Cuff Method” of ap- 
plying diathermy to the limbs and _ joints, 
every physician should have at least one pair 
of Mesh Electrode Cuffs. These are strips 
of German Silver Mesh, 3 inches wide and 
from 12 to 24 inches long, with an arrange- 
ment fastened to one end for holding the 
elastic bandage. Very convenient and 
handy, and once used will be found indis- 








pensable. | : 
No é | (Bandage not furnished with pads) 

900 Mesh, Cuff and Clamp 3/S12" 2 io | , | 

901 Mesh Cuff and Clamp—3"x16” eee Metal Connector For Mesh Electrodes 

O02? Wesh Cutt andsClainn~ 8x20 Wire seo se ag Pe | 

O03. Mesh’ Cuttcand Glaimp-—3 0247 he ae A simple device to fit the No. 1330 Fischer | 


Diathermy Cords. Made of spring brass, 
heavily nickel-plated. Cord tip cannot come 
loose when once snapped in place. The con- 
tact is flat, but there are several small teeth 
protruding for engaging the surface of the 
electrode to prevent slipping. On the limbs 
this device should be held in place with our 
No. 854 Elastic Bandage; on the body, with 


Sponge Pad Electrode 


Lay this pad in your tray or pan of 
salt water, and your patient will not com- : 
plain of hot spots when placing hand or 























foot down for contact. a ae , | a Wil St nas sanidbas. 3 

No. Code No. : | Code 

Ole ete meatier agin | ea Maras ease Nether Sole. Metal. Connector 220 iy a Mescon 
: e 


8 
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| The Universal Diathermy Clamp Electrode : | 2 | is 
ae q | Elastic Bandage © 


Employing Elastic Bandage is the only 
| known method of binding Diathermy 
Electrodes to the limbs, which will per- 
| mit the patient to move if necessary for 
the sake of comfort without the electrode 
shifting. 


These Bandages may’ be washed, and 
always kept sanitary. 











Applied and removed in an instant—may be used on practically any Y at INO ~ Code 
part of the body. All of the various sponge mesh electrodes described | 854 3-inch width—yard .............. Elband 
on page 9 are interchangeable on this device. | 856... 2-inch -width—yard...2. V anwre 7 
No. 2 ) Code | ee 
930. The Universal ‘Diathermy. Clamp. electrode....000 8 603 Uclamp : 
: Fischer Multiple Cord Connector | Sandbags 


| Used when two, three or even four cord connections are desirable 
| from one terminal. 

The small end tip is fastened into the 
proper binding post on your machine, and 





you may carry as-many cords from it as P 
| desired. | 
No. Code | : | 
S05 “Multiple Connector) S-MVine i ose a eS ee oe Sable | Made of tough canvas fabric. The end, or sand pockets are of the | 
866 Multiple Connector 3-Wire._.__. pitcetreenenncetacneteetencetenaneacete Sabin eee: same size and capacity regardless of the length of the whole, and are | 
| about half filled with sand. This leaves the assembly very flexible and | 
| adaptable. | 


Diathermy Soap Lather Paste When the bag is placed over the patient the flat band only bears on 


the electrode—the weights hang down at the sides. The longer pads 
; | are made to hang over the side of the treatment table or cot. 





Convenient, always ready. 


| No. 7 Code 





Gaeibe No. 865 cP inait | 


No. Codey. | B80" So wide, by 15“ lone eke) for ee Nestor | 

875 In handy collapsible — eee | 2 ue wide by a9) LOM onan n eens eeeneeeccee cece eee eceeecettcceceecceeteceee Sanbag 

fibe “wo tee a Dene: | 882i. o/" wide--by36G lone see ee in eee Neting - | 

| 883" 5” wide by 45" longi: csc. 8 eo ee ee jee Cae Sannes | 
| 876° In 10 oz. ie 8] eae ree nes Diasop 224 5” wide by 60” long ee On or ee Neubag | 
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Sheet Block Tin 


Sheet Block Tin, made specially flexible for use as 
Diathermy Electrodes, 12 inches wide, and in two 
thicknesses: .010 and .018 inch. 

This is something entirely new in sheet electrode 
material, composed of a center of very flexible alloy with a sheet of 
pure tin on each side. Electrotherapeutists will appreciate the fact that 





















































pure tin is placed in contact with the skin in preference to the lead ordi- | 


narily supplied. It is easily cut with scissors. 
It is readily cut. Approximately one square foot of the .018 ma- 
terial, or two square feet of the .010 inch thickness, equals one pound. 


Keep the Roller on which this Material is Packed! 


You will find it of extreme value each day for rolling smooth the 
Block Tin electrodes between applications. 


No. | Code 
ee0: 2h ound—= O10 thick vintstat sith Oo eae lhe Them t Se Nessus 
SA PO Und 0 Lek Pel Ck rete ee ant dees ete goles La ein a Nestle 


Electrode Clips 





No. Code 
= SE 868 Block Tin or Mesh Electrode 
NY \ esas aseieicierd 
eS! Glatt ke ree ee eon, Nettle 
Sov. de mannstock:, Clip: ere. 2 ....Facon 


No. 868 
Mesh Electrode Clamp 


New Fischer Diathermy Cords 


Diathermy Cords are constantly getting wet, 
and when covered with a mercerized or silk web- 
bing they are usually stained and discolored after 
but a few days’ use. 

Here are our much improved Diathermy Cords, 
covered only with pure gum rubber. They are 
very flexible, easily kept as clean as when new, 
and constructed to give long service. 


No. Code 
PS SO* 50 LOO) Padh ei cha Ve es Oa ie Ee ay a yd Negro 





Note: When ordering these cords for the Fischer Senior TRG 
“LO,” “G” or “GP” Diathermy Outfits, specify No. 1330-G, which are 
supplied with special tips. 


ee 
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AND SUPPLIES é 


Disc Diathermy Electrodes 
For the application of the Diathermy High Frequency Current. Discs 
are made of +g inch sheet brass, heavily Nickel-plated. Discs Nos. 606. 
609, 625, 626, 627 and 628 are interchangeable on the same set of 
rubber handles. No handles are necessary with Nos. 610 and Olly 


Small Size Discs 


























No : Code 


629 Diathermy ‘Disc — 34" “diameter ac 8 oe ed V elour 
626." Diathermy Dise+-"147 diameter. 20. G2) ee V elvet 
62/7. Diathermy Dise— °377" diametersi. 3) a es V endee 
628° »Diathermy, Dise——-ls4// diameter 2.00 2 ea V endou 
630 Complete set of four above discs and handle..........................V eneer 


Large Size Discs 









No ; Code 


606). Diathermy Disc= 2 diameter ales Fe a sere OS aia Jaw 
609: .-Diathermy Disc=“3") diameter sae ye ia. Graft 
610. Diathermy.Dise--4 diameter. 10205 ae et ne Grain 
6lL., ‘Diathermy Dise-——5™. diameter <1 2%) se Gurgl 
OOGKRe Rubber blaincle 25 tre Ses ety cies een ta es WP cor Maree Jecur 


Liquid Bath Connector 


= 





Viera 


nection is made to binding post. 
NO Code 
613°: Liquid, Bath Connector ..05 0 ee Gleam 























ACCESSORIES A 





- 


Diathermy Hand Electrode 





A most convenient method of applying the Diathermy Current by the 
hand, for local treatments. The rubber band holds the plate in close 


_contact with the palm of the hand, and allows a free movement of the 


fingers for massage purposes. Carefully designed; all edges smoothly 
rounded and polished, making it an ideal and extremely convenient 


appliance. . 
N. é : eS, Code 
G4 blande Electrode: te ee Be i cee hs al oe WAN hs aia Grace 


Flexible Pad Electrodes 
A flexible, Felt Pad, backed with pure block tin. Can be adapted to 
most any shape. Has connection on back for fastening wire from ma- 


chine. 3 
No. Sas Code 


613°" Melt. Pad Electrode-—8”——Round <i. ee SS Giddy 
O90) Melt=Pad Electrode 37 x6n ee ee ee er Lasher 


Pad electrodes of odd sizes and shapes, made to order. Write us 
your requirements. 


A “Finger Rheostat” Fulguration Device 





An innovation for the application of Fulguration Current via the 
indirect method. An insulated control is strapped to the left hand, en- 
abling the operator to draw more or less current from the patient, at 
will, during the treatment. In the right hand is held the insulated han- 


dle and fulguration point. A finger rest is also provided. 
Noe st , Code 








AND: SURPREIES . or 





Surgical Diathermy 
Electrodes 


The electrodes are made of a 
hard alloy, heavily gold plated, 
and the handles of hard rubber, 
highly polished. 


No 7 No. 1300 Cane 


1300 Complete set Gold Plated Surgical Diathermy Elec- 
trodes, with protected Cord and rubber Handles, as 


illustrated, in plush lined leatherette-covered Case ........ Macabe 

1301 Case, only, for set Surgical Diathermy Electrodes... Macaco 
1302). Phatyngeal Mlectrode Handle. Gm ko a nies Macard 
1303" - Pharyneeal Electrode Holder... oir) iS Macaaw 
1304 Curved Handle ti tena eS Leas ase aaee ele teete Sug leu esate VEGA ME 
LOO e oirai clits amdlesset oe) Sie seen ee cai Machet 
100% Tigh lension* Cable lenoth a 0 a eee Macerl 
[307...cingle: Needlé Hlectrode s(short) 22.308 Mackle 
[308 Single: Needle: Electrode “(medium ) 2 Macron 
1309" single. Needle: Electrode Clotio wig 4 oy a Macula 
[310 Multiple: Needlé Mlectrode’ (short) 275 8 Madcap 
[311 Muthiple Needle Hiectrode-Cong).-) 5 ee Madder 
[3'2- Knife: Hlectrode; (Camberbatch ice ee te Madera 
O13: Blunt kK nire:Electrode:(curved 122) tee are Madona 
1314 Blunt Knife Electrode (straight) ......... reas eee Madras 
1315 “Button Hleetrode(simall ye 220 oe Re se es Maffia 
1316<- Button ElectrodéGmediuni): 2s ee, Magian 
Loi7e. Button Wleetrode:Glance)n ice). See cee Ca here Maguey 
1318. Disc Electrode—=14’" diameter’. 2 uv A Mahout 
1519-" Dise'Electrode—-8,/"diameter* 22" es Ne Matgre 
£320:.= Dise Wlectrode=—14" vdiametet i i eos eee Mainor 
1321,’ Dise Electrode —34” diameter 22) es Majuba 
1322: Dis¢:-Flectrode—-14’ diameter» ei Malaga 
1323. : Dise Hlectrodé—34” diameter (222. 6200 3 Malice 
i324. Disc Mlectrode— 1". diameter... ee Malign 


for Prices see List Attached 


ee) 
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Suggested by Dr. T. Howard Plank for Electrocoagulation opera- 
tions—especially tonsillectomies. It is small, very light in weight 
and exceptionally handy for this work. The operator’s hands are 
out of the line of his vision, entirely, when making the application. 


A very flexible rubber covered cable is securely fastened directly into 
the polished hard rubber handle, and is sufficiently insulated that it 
may be wound around the hand and arm, or allowed to lay against 
the face of the patient with absolutely no danger of shocking. 


There is no exposed metal anywhere with the exception of the 
active tip. Three tips of different lengths are furnished as illustrated. 


No. Code 
COZ 1S unin uelhe ohiie tM a OA ics BWC ee ak Oe Re te Sally 


The Thometz Tonsil Electrodes 








No. | Code 
910 Thometz’ Blectrades: (set; of 3)0 i bi ee D Thoset 
Oi Wetractor. and: sta nelek as Cds me ote ee Ws Ae ae Thoret 
Ol 2a: deb rong EP lectrodemi oo iw ye eet ane Thofor 
OFS 3 2aProngisPork | Hlectrodes 2.08. User lees gd ee Thotwo 


(The No. 862 Plank Handle must be used to hold Nos. 912 and 


913.) 
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AND: SUPPLIES 





The Fischer Electrocoagulation Foot Switch 


As illustrated, this Foot Switch lays close 
on the floor. A touch of the toe makes and 
breaks the contact. 

Sufficient insulation has been used to make 
it shock proof. It is light in: weight, easily 
moved about, yet keeps an upaene position on 
the floor. ‘, 

The cable is very dedible and covered with 
pure gum rubber; it may be washed and kept ‘Catalog No. 1205 
as new always. Cable terminals will be furnished to fit any style 
apparatus ; specify machine used, when ordering. 


No. ) Code 


1205 Fischer Electrocoagulation Foot Switch, with 8-foot 
CAD le sie SAN Ee ereietiny patella Pek. teatee ang at animes ty tee Thales 
1206. -Eoxtra “rubber coveted. “cable ego si ey Tiberi 

































































No. 857 No. 858 No. 859 


For use in connection with electrical applications (Diathermy, High 
Frequency, Galvanism, etc.) in the rectum and vagina. 


These specula are made in three standard sizes: 


No. Code 
S572) 22 aman: ocdiatmeter: oe ie ee at Gigs oe ee Ne ee Sabot 
858%. 30. tat “ciaimeteret ct th ee Se ee Soe Bee ene Saber 


859 240: min diameter 2 eee a a aie Fe Sacre 


Special sizes and shapes can be built to order. 





EZ, 









































ACCESSORIES 
——LL———————— 


Autocondensation Couch Cushion 





Lhe Fischer Couch Cushion is made of sea moss covered with black 
DuPont Fabrikoid material with an electrode of zinc. 

The Fischer cushion is fully two and one-half inches thick. Size 
over all, 22 inches wide and 62 inches long. 


No. 3 Code 
420% Auto Gouch: Cushion 250. Perea LC Se ee Caffea 


Autocondensation Couch Pad 





A well made pad of black DuPont Fabrikoid material, measuring 
22 inches wide by 62 inches long. The insulating material between 
the patient and the center electrode plate is oiled silk and wool 
felt. The entire pad is about 34-inch thick, and is designed for ma- 
chines of medium voltage d’Arsonval output, as for example the Fischer 
Type “G” Diathermy Outfit. ? 


Code 





An autocondensation pad of precisely.the same dimensions as catalog 
No. 418 but split as illustrated. This style of pad was originally de- 
signed and used by Dr. B. C. Corbus in his G. U. diathermy work. 


No. | Code 
416 Corbus Auto Pad 














ANDISUPPELES 
Senne ape ye ef as ae ey Se ee 
\ 


Autocondensation Chair Pad 


Frame made of five-ply veneered oak. On.one 
side is mounted a layer of conducting metal cov-, 
ered with a dielectric of one-eighth inch black 
sheet fiber. Pad 1s made in two sections to con- 
form to the shape of an ordinary chair. Parts 
are hinged together to be used on a table should 
the operator prefer that position, Designed for 
machines limited to fairly low voltage d’Arsonval 
output. 

No. Code 


BuO Chiat Dad aii eo ergy, as Ue, Cado 








Noz52 





No. Code ; 
52 Handle 1” Diameter by: 9” long... Ge anae eee Carota ) 
98: Handle.144” Diameter by-167long 2 Authan 


Wooden Treatment Table | 








A solid, well made treatment table of all-wood construction, finished 
in mahogany. Has compartment under the top for storing the auto- 


condensation pad when not in use. : 
No ; : Code 
422 Tettat 


il 
: iW 
i 
ie 
i] 
SLA EO IT TL TT I a TE SE AEE IT TRAE AE = iW 
a. 
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7 ACCESSORIES 
_._ [== = 
The Chapman Vaginal Electrode : 


Designed along scientific lines, with size and shape of polished metal 
end to properly engage the lips of the cervix. The shank, or handle, is 
made of hard rubber. This electrode is to be used with Diathermy 
Current. Supplied both with and without the special thermometer which 
permits the accurate maintenance of an exact temperature within the 
vagina. ‘This instrument is of extreme value in the treatment by dia- 
thermy of painful or inflammatory conditions of the female pelvis. 








No. 1885. Chapman Vaginal Electrode—Side View 








No. 1886. Chapman Vaginal Electrode with Special hermenieter 





No. 1909. Chapman Vaginal Electrode with 
Thermometer, Cord, and Insulated Joint 


No. Code 
1886 Regulation size, with thermometer. Shank 1,3,” diam- 

meter, cervical bowl 134” wide and 3%” thick. Handle 

OGM ARG OT UD Del: cen oo eka ka aa, ne arate che Chavac 
1Seo. > Withouttthermometen, 00 ee is Chapel 
1884 Small size, with thermometer. Shank 43” diameter, cervi- 

cal bowl 14%” wide, 3” thick. Hard rubber handle....Chasma 


oso Ay 1eMo@litetherimometer it at eae ae ON ey Nie Chahit 
1909 Regulation size, as No. 1886, with thermometer and with 
cord. -and-instilated.: joint... 8a SUP alone Vermin 
HOS As eNo. £909. without thermometers 2700 V ermel 
1907 Small size, as No. 1884, with thermometer and with cord 
ddaiiciiated FOmts vat dss Soc ek ee eo Ee Verity 
1906: As No..1907, without-thermometer.../:-.0- 0 vss 3S V erdur 


et ae 
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The Corbus Endocervicitis Electrode 








Electrode with Short Insulator v 
For the treatment of Gonorrheal Endocervicitis with Diathermy. 
Thermometer registers degree of heating obtained, Fahrenheit. Instru- 
ment consists of four pieces. 7 
No. 3 Code 


1275 Complete with thermometer and both insulators as 
UT St Pate Ga See ce eee eh SE ae ea Oy eo sete Corend 








No. : Code 


1279 Thermometer for Internal Diathermy Electrodes 
(Fahrenheit. scale) cus. eee tees pee rc ere uN ak Thermo 
WSS Ass Non l2/9. Centigrade: scale 2.0 Sonya! ee. V ertex 


Prostatic Electrode with Thermometer 






No. 1278 


No. Code 

1278. Prostatic’ Electrode with Thermometer: (2s). Prelth 

1285 Prostatic Electrode. Insulated over all with exception of 
CUDVed “top “Paces ah ei ee AN Ren ee Nanas ann ca tae Be Marins 


1286: Same jas No, 1285, but-with thefmometer oo #... Preins 


Epididymitis Electrode 


A specially designed clamp arrange- 
ment for administering diathermy 
current. ; 


No. 
i277. ceprdidymitis’ Flectrodes 22) eae 





















































ACCESSORIES 
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ee 


Copper Intra-Uterine Electrodes 


Three sizes. The smallest size end is all copper, and the medium and 
large sizes have hard rubber ERS 





OT COTO PAR OORT PRT PPCOCCORIRPPAC POPOV PPPPPPPOCEIMAPEEUPOSNAPTEATDIILLELEESTESTER? 
































No. ~ 
1834 Small Copper End on Rairbber wo hake Gees tt heer a Nentui 
1835 Medium size Copper End with Hard Rubber Tip.............. Nonter 
1836 Large size Copper End with Hard Rubber Tip.................- Neural 
1838 Set of 3 Hlectrodestas: AUOMG thc mals eames eae: Neuter 
Urethral 

No. Y : 
1860 Hard Rubber Holder with Copper Tip 7s, diameter 2. ie Nigrit 
1861. ._Hard Rubber: Holder with: Copper Tip. 3,” diameter.......... Varia 
1862 Hard Rubber Holder with Copper ‘Tip 4" digineter 2s. Niobee 
1863 Hard Rubber Holder with set of 3 tips:as above -............. _.Nipper 
[364s Hard Rubber itolder, only" er ee Nisann 
1865 Copper Tip only, a Giaineter 2 eke Se ee ioe & Noddle 
18660 ‘Copper iptonly 7. diameter 2 Boe Noetic 
1867 as ay eo wr d Seta to set Peat ata eine LE te Nodose 
No. a @ ei) Code 
1870 Hard Rubber Holder is Copper Olive Tip, PAR iat Nissus 
1871 Hard Rubber Holder with Copper Olive Tip, 20F dia. ........ Nitrat 
1872 Hard Rubber Holder with Copper Olive Tip, 23F dia. -..:.... Nitros 
1873 Ward Rubber Holder with Copper Olive Tip, 25F dia. ........ Niwvose 
1874 Hard Rubber Holder with set of 4 Olives as above............ Nobody 
1875" < Hard Rubber blolder only, 2. ase ee Nocent 
1876: ‘Copper Olive only 171 diameter 22) 060s oe a eee Noggin 
13/7°) Copper Olive only, 20.8 diameter cnc e 7 eee ee Nonact 
1878 Copper Olive only, 2a ho diameter. ra ee Noncom 
1879: Copper Olive-only, 25F diameter). e Nonego 
1880 Perforated Hard Rubber Olive, for Cataphoresis, with 

PU LCS ieee ee ate ey ee este ce INOOLOO 
133i": Perforated Hard Rubber Olive only-. 33 Nn hn Norman 

Wire Bath meets 

No. Code 
2 ee Mnastrateds: sens cng ie a en eT ee a ee Cobath 
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Carbon Ball 





No. | Code 
HOA Gat DOI soa ck Gites Ute i Reet ete, We ari ae a Marcus 





No. ? Code 
hoz2, «Oblong Copper Ballsii sos) ort beet A "GS Margay 





No. Ss ; path 
fee Siomolids 60k est RINSE SIE Pg See anh Wowsee 





No. Code 
Maa PEO State Salk at RO nee laa ee Re Caw Marmo 


Vaginal 





No. | : Code 
MSW ACTA este a ei he ie OY A eo ee Re Marlin 


Galvanic Eye Cup 





No. | Code 
ieee Cup (for Galvanism) i 3 ea Marly 






































































































































ACCESSORIES AND SUPPLIES 
nS ZEEE MRE ESTP PT ana oi niaapanmiemmiempmneninimisssabemtiiaimmiamiainmaiaimiiminm=nsed 
SS 2 

| 
: | 
Interrupter Handle With Moist Pad The Fischer-Funck Penile Electrode | 
| : | 
| No. Code | | 
|| 1831: Interrupter; Handle ‘with’ Moist: Pad_._-2 2-2. fed ST es Mashe | | 
Cataphoric ee | | 
| Electrode with Rubber protection and Carbon base. : | 
| No. Code 
PSS2 he Cat pnoric..: .recats Ae eco A oe as Dien ie pe cad Sete Mason | : 
Flexible Sigmoid 
a eta ssc —— renee . 
Electrode, constructed of pure block tin tubing, with hose and for ! 
flushing attachment. . 
| No. Code 
| SS ee Pex Gn oA eT OiGh vase. eA ay cus ct) ee ee Massa 
New Two Pole Electrodes | The new model of the “Morse” Moist Surface Electrode is ee 
aes : | of an asbestos compound for conduction, a molded pure rubber bac 
Bot ae eee on ees Te pecan vee : | for protection, and a locking device on a cord tip on the electrode, 
! Rectal : | so that accidental detachment is impossible. It is considered to be the 
Beye ace once eS es i | best moist conductor ever devised for the purpose. Made in various 
| | SIzes. : 
1 } OO —— er | No. “a Gade 
i No. ; Code a PeOS. 2 Set Morse. Padsvands Gotds ves eae he eee ae ae ain 
if 1852 “Rectal Electrode 0 Oe eee UD ey Ro Re mE Nia HS1Or 46x84 Morse Padi Mi ae ha at oh ae aaa a ee alkin | 
Th as oa he se . eo Vice 5x8. Morse Pad: cot es a Be adh tO SEARS Ane ye or Sea ot ea Mallet | 
i) 12 © 4074x507, 0 Morse Padus a eee i ee Mammer oe 
li P8137 4x6" Morse Pad: 0275 '. ODE Ane Ramer Tere Oly Sei Mankin | 
I \ : SIA) Asc’. Morse; Pad? eos 8G a ee oh ie a as Mancus 
HT | | 1815...234x834"" Morse Paduyc i ek Sah Manful 
| | 1316; 2x8" Motse Padi ee Manger ea 
qT | Leh7—- Pair. 4-ft- Connecting Cords:93 2. a ee Manna | 
i } Stoo Morse: Trittircated. Cords iekive ae ee eee Margeo | 
ii | 
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Internal Electrodes 


These electrodes are essentially the same as those illustrated and 
described on pages 23 and 24, except that the connectors are of the 
“Morse” type to accommodate cords furnished with the Morse Wave 
Generator. : 


No. Code 


1940 Flexible rectal electrode, for localized muscle exercise to 
| high rectal area as in constipation at region of descend- 
‘ ing colon, to splenetic flexure. (No. 1)........-2.-.----------Unhat 
1941 Diagnostic electrode, for electro diagnosis (muscle test- , 
ing) to determine degree of local disability. (No. 2)......Umion a 
1942 Bi-polar rectal electrode, for local invigoration of relaxed | 





» 














a 

rectal fection = CNO.go) se tee i ee eee ee Unles q 
I | 1943 Vaginal electrode, for general invigoration of pelvic | 
| | organs ‘(relaxed conditions). GNo. 4) 2... ee Unlok 

| | 1944 Prostatic electrode, to massage rhythmically, by muscle 

| | contraction (sine wave current): “GNO..3) 22. ee eee Untie 

} 1945 Bi-polar vaginal electrode, for local invigoration of va- 

| gitia -(felaxed conditions) i>. (CNO:6) ie tee U pend 

1) 1946 Sigmoid electrode, for constipation due to prolapsed 

descending colon and sigmoid impaction. (No. 7)-...... U phil 


1947. Oblong copper ball, for local astringent effect on mucous _ | 

surface as in leucorrhea, bleeding hemorrhoids, etc. | 
CIN Oe Oa ymet erties a eae ie ee Bee fe belbe ate ncaa Peer wR a U pset 
| 1948 Intra-uterine electrode, copper tip, for treatment of en- 
| — - Nos : | dometritis and control of uterine hemorrhoid (positive 
: , : 2 : | | pole), stenosis of cervix (negative pole). (No. 9)........ Urase 
: 











1949 Oblong carbon ball electrode, for relief of inflammation 
and relaxed conditions of the uterus and vagina (posi- 

MS tiye spore ce se NOs VO arse eae teas ee See ee 

1950 Cataphoric electrode, to introduce medicates, using gal- 
MATIC  CUPRCME: ASO Os bit) ost aie serrcnom PR ee Ee 
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Carbon Hemorrhoid Electrodes 


For astringent effect, positive pole. : 
This set of electrodes is furnished in three sizes, where the smaller 
electrode may be more easily inserted during early treatment, using 
subsequently the two large ones. Illustrated on page 27. : 


No. Code 

151 Carbon electrode—small: (Nov 12)? ake ie Uriel 
1952 Carbon electrode—medium. (No. AOS ahaa o elurhee Caney Urpod 
1953 Carbon electrode—large. CN Ore ee ed sea ee ee Ursan 


The Morse Electrode Support 


_ _ For supporting electrodes during rectal and va- 
ginal treatments. Of polished hard wood. Elec- 
trodes may be adjusted to three different heights. 

: No. Code 
1854 Morse “Shoe” 








Small Muscle Testing Pads 


Pads Nos. 1846, 1847 and 1848 are made with metal backing with 
—e asbestos as the absorbent material, ) B® 
and covered with linen. 


Nos. 1895, 1896 and 1897 are 


Bo EM 
ETS 
sie 









made of metal with a chamois cov- 
ering over the ball end. t< sNoz-1898 
O. Code 

HOO. se NNILE DAC! pt lag ONE Aa ie oes a a en cee eR Nictat 
Weetae Wa pad B/S AAe es Ae i SEES pte oe ak Niello 
MSS oN ALY Pad aac LOA ees es ee sy cg Seat eee et ...-- NV tever 
NOONE Sel Ol Bias abOVes i Se hes 0k Rae Geert lie Niggle 
1805, : ocalizine Hlectrode-(Small) : sic 2a ie a ee Valet 
1896 Localizing Electrode (Medium) ...0.0.0000000000.... eee he chee Valid 
1607. Loealizing Electrode (marge) A 2 a ie is egies ie V alor 
1608 = Setof 3 Ball Mlectrodes #85 ut es SoS ep wie to V arte 


Fischer-Morse Cord-Electrode Adapter 


Necessary when employing the cords furnished 
with the Morse Wave Generator in connection with 
any of the Fischer Internal Electrodes. 

No. : Code 
seer lle EN dik ia ee Be Sok eas tg Ne Sates ao ye Ag Morada 








| 
| 
| 
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Galvanic Needle Holder 










Made of hard rubber with nickel- 
plated metal clamp. 


No. | Code 

1900 Galvanic Needle 
IGIGChs ke ope. Mvyope 

1901 Galvanic Needles (12 in oe nn 
glass. tube yan. cei ue 


1904. Rubber covered Galvan- 
ic Cords, 2 colors— 
Ted sand’ Says ssi a 

















c ui 
Universal Handle, hard rubber, with Felt covered disc. 
No. 
oi. elt (Govered.,Dise 7) xa area eae ere oe cee ee 
Slots Hlardaiubber trates A odie oa Chea ae Ne ee a eae 
SIG helt PadeDiseandFrandlev ves (erty a ees Rs ee as 


Treatment Cords 


Made of very flexible Copper stranded wire, 
covered with a mercerized sheathing, maroon 
colored. Have metal tips on both ends. 


No. Code 
ilies Corsi eis Se Ves POR ea 3 Carol 





Metal Treatment Handles 


Nickel-plated handles, for Sinusoidal, Galvanic and Faradic treat- 
ment. 





No. Code 
Sh Handles; pair io oe Caries 
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The Fischer ‘“‘Diathermo Indicator” 








Physicians are fast learning that they 
can reproduce results provided they can 
duplicate the amount of given heat for a 
certain length of time, and with this new 
instrument an assured fact we look for- 
ward to tremendous strides in Diathermy | This perfected headband is a won- 
accomplishments in the near future. The derful help to the physician in giving 
little instrument, which we are calling the | diathermy treatments to the head and. 

Fischer ‘“Diathermo Indicator,’ and its face. Outfit consists of headband | 
use will prove an innovation in the art of applying Diathermy, and the with connections for electrodes, elec- | 
problem is now passed directly back to the physician—it will be up to trode holders and special electrodes. : 























| him to register his readings, and to prove beyond a shadow of doubt Headband and electrodes are readily 

i that duplication of results is easily possible. 2 Z adjusted to give proper pressure in 

| No. Code | any combination of applications. | | 
| 1751 The “Diathermo Indicator Fidind | No: Code | 
| 1360 Hollender-Cottle Headband with electrodes as illustrated 
| aiid: listed: below: 22 sess Vg A son ees Se oe ey V eader | 
| 1361."“Tead. Band-with Binding. Pasts-onby. (3 rein ce Vector | 
|) 1362-2 one. Blectrode’ Support... 220.8 a ire Bh AO a V edett 

| Loe Je OkE War Rod swath opeteerdin parva eles ies Vegtal 

| | PSOa Ova CCtrOGe? irs ee hea ies aN eG ersten ah ON ae V ened : 

i “4 [36o) “Curved Wlectrode ii 080 t.fi aet ies oe node ee ack V elate 


1366 Triangular Electrode Vellum 














‘y ~The Linn Ear Electrode and Current Control is an innovation for | | 

| diathermy treatment. The patient controls the heat at all times inde- eee Biaural Cords 
| pendent of the current produced by the high frequency machine. 

Conifortable, perfectly insulated and easily adjustable. 


No. Code 


Write cee on en rere Oe MOY emigre Senza ees _....Lineal 
iyo doin. mar Electrode Controle 2 -.-  ee e Lincon 


PobAGo.; As- illustrated. 38.2 Wagceur 
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The Kolischer Spark Gap | The Hawkeye Timer | 
| A vast improvement over any Registers the length of any treatment ex- 
| other type of Spark Gap ever de- actly. A wonderful aid to accurate timing, 

vised for any high frequency ma- particularly valuable when the physician is 

chine. treating more than one patient at a time. The 


Hawkeye rings an alarm at the exact moment 
treatment should end. Should be in every 
diathermy and quartz light treatment room. 


This “‘Kolischer” Gap will fit the 
supports on any Fischer or Thomp- 
| 2 son-Plaster Styles “F’” and “F-O” 
| machines, as well as the Types “L,” No. Code 
“L-O” and “Military” models without alterations or other attachments. 469 - Hawkeye “Vimet 0.0.2 in 2 Viesiry 
This new Multiple Spark Gap is equipped with 16 Tungsten spark 
: interrupter points, adequate copper flanging to carry away all heat, and 
| individual control for each set of tips as well as master controller for 
simultaneous adjustment. Quiet, perfect control is possible at any 
voltage or milliampereage, more constant discharge obtained at any 
setting, and the regulation is gradual—as compared to the usual jumps— 
the utmost in utility and flexibility. 


i 
| No Code 








Leyden Jars 





Designed for use with our Types “FO,” 
“LO” and Military High Frequency gen- 
erators. Made of best quality glass, care- 











| 1222 -Kolischer: Spank \Gape sete Ye a Kolgap a cone ee 

| The Baumanometer | No. tae Code 

pees fOF nese ¢ 615 Leyden Jar, complete. as illus- 

| Haan SIRE ea ue Ec ms ait mae he ae | trated (1 qt. size)... Hydat L 

| uring blood pressures. Especially valuable in 4 | 

| connection with d’Arsonval Auto-condensation 616 Leyden Jar, less Top and Car- 

| treatments. bon (1 qt. SIZE) as weer nee cceee Laurel 

2 No. Code i ; | 

436 Desk Model 2... Baumon | : Breuer Safety Switch 

| 437... t= Bae Wodeliico se ee Bankit | 
438... Pockets Model 2 ai 2: Nae Sarsoess Bapock The terminals of this switch are | 
439° Wallboard: Model 8220 es Bawall made to fit the foot switch openings on 





all Fischer Diathermy Outfits. The | 
switch operates with a pull cord, just | 
like an electric light socket, so that 
either the physician or the patient may 
turn the current on or off in a moment. 





No. 436 





Electrolytic Salt 
Specially prepared for electrolytic purposes; one 
_package of % pound makes proper and full charge for This switch gives patients a feeling of 
our No. 615 Leyder Jar, illustrated on page 33. perfect safety. ae 


3 a No. Code No. | ae Code 
a OF ail paclare 2 Ea I cn seeee Leysal 86 Breuer Safety Switch, complete with insulated pull cord_.....Varier 








RS SAE TE I HD ITE BO EE STR EO ES 
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_ Fischer High Frequency Milliampere Meters— 
- D’Arsonval Type 
For measuring D’Arsonval and Diathermy currents we have designed 
special meters of the true “D’Arsonval” type, registering to 5000 milli- 
amperes. 





; No. 450 No. 454 
No. ; | Code 
4249. Calibrated. from-0-to 1500 Milhiampertes :.. 22a eee, Exo 
a5 “ Calibrated trom: 0 to-2 5007 Mulliamiperes::.6 27. ee ee Exoda 
A5l:. Calibrated from-0°to75000: Milliamperes... 8). Exner 
AS2,: Calibrated Oto L000-( Motimted ):2-. 2.5. 2s 68 ae Exmoor 


Catalog No. 452 is specially designed to set on a table, for use with 
portable machines or small cabinets not previously equipped with meter. 
Mounted in upright holder, making dial always visible. | 
No. | .: iCode 
454 Calibrated 0 to 1000—O to 4000 (Double Scale).................. Extong 
462 Double Scale Meter for Senior “FO” and “LO” Outfits......Barlet 


Fuse for Meter Protection 


| Code 
457. Fuse as furnished with the Fischer Type “G’’ Portable 
Diathetmay, (Wits sio2 cite ae a ie Gefuse 


7: 
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Insulating Oil For Transformers 


When, for any reason whatever, the insulating oil in which your 
transformer is immersed needs replenishing, never use ordinary lubri- 
cating material. The proper oil must be. mineral in substance, and 
capable of withstanding a very high flash test. 

The safest procedure is to order the desired quantity from us, with 
the assurance that only that oil which is exactly correct will be sent you. 


No. 7 Code > 
725. ested: lranstormer Oil, in 1 qtocani 2 pee Ce! Trafil 
720: Tested Transtormetr Qi ine iigal can 22 en an eee Tanotl 


Tungsten Spark Interrupter Points 


Steel bases faced with a heavy thicknes: of pure tungsten form points 
for spark interrupters that are almost everlasting, and will improve the : 
action of any High Frequency apparatus not already so equipped. 

Carried in stock in three sizes, as illustrated, both male and female. 





No. | Code 


89 ™% inch diameter, as used on our DeKraft and Kolischer 
Gaps onthe “i”. F-O bo -O”-and “Military. | 
MACIMINES, CCN. 14s a ei wie Lesa eo A a eal ee Tunpot 


90 3% inch diameter, as used on our Portable Types: “KK -and 
“G,” and the “E” and Eye, Ear, Nose and Throat Cabi- 
GK IS Oe) SRR eee eee Cn RECTED ECE or Tuntyk 


91 % inch diameter, as used on our Portable Type “F,” each....Tunf po 
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High Frequency Electrodes 


High Frequency Electrodes 





All our glass High Frequency electrodes are made by us, of the very 
best glass obtainable; carefully annealed. All sizes and makes of hold- 
ers can be fitted on request, but unless otherwise specified our standard 

' 54”’ size is furnished on all orders. 


_ The “O” before any number signifies 12” stem. 





















































No. Description Code 
| 1—Surface Se ie ee eee ees Bacea 
1A—Surface © PAA igen eee oe es ee ees Gram 
2—Rectal tied dee ba eee co ene ee he ee Bagot 
| 3—Vaginal eA ese ee See see Ballet | 
l | 4__Nasal SS alate teeta ee sh ead Balm | 
| |. 5—— Throat Pyne ete a Se Ase Baric 
| 6—Urethral — Plaine eee es ee Bark 
7—Eye, Single PE tee ee ee eer er | Barley 
| : 8—Eye, Double see) |e ob rig Shaken baat peep oe eer ere Pepe he Basal 
| | ~~ 9-— Metal Disc Body Condenser ype. tere aes. penaame! x0 7 6 
! (eGo (seal ye ee eek ae he ee Batia 
Bipe C aa MOLCSIS nesese it ees ee ede es SE ee oe ee Binder 
a) | CPG aes sill oiatarlOi ee ee ee ie Pe Guad 
| , 202 Com= Small’ Cavity ee ee Biogen 
| ~ | 33° @iuter (Unroat wets ea ese oP 3 eee Bean i Le! oe Buotic 
SS) DY) ted Nee ie aie one Mekal Sear CE ee. eee eo ee ee Eine Bite 
650=—U niversal Pandile, 3492 a a a Boldo 
| 5O=“Ciniversaie llatlie: 0/4 fe ters ae oe ee ee ee ns Bolus 
| 53—Glass Handle for Indirect Treating .2.22..02202.. Ee es aa ae Bismal 
Sod justawle “blandlé-<2:5 7s Sentient a | he Seine ait Boman 
| For Prices see List Attached 
| 
| 
, 36 coee | of 
| | 
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=a | ACCESSORIES | AND SUPPLIES | 
| Insulated Glass | | Insulated Glass 
High Frequency Electrodes | High Frequency Electrodes 
| Now Description Code 
| 12—Rectal eShrsdlated: 2s aaysccue ae et eee Bazin 
f 13—Vaginal -—lnsulated: sac es eu Ee ge ieiatee s Beat 
if 14—Nasal Bipasha Cece N21 6 Reeereee mercer Wome Mecca Bed 
| | 15—Post Nasal Lisa ted eas cee ee ee Beef | 
16—Urethral -— Insulated = 5.2 oy eee tame ee, Bela | 
17—Inner Ear Act ate die tee Mai ne a ee Belt | 
18—Tongue ~—Insulated. ....., ES See eee eee Benzol 
| Zi =Ozone Generator monly ie tere ee ee Bidet | 
| 22-—Oz7one, Generator -completowre seen eget tess Bidwy | 
| | 23. Specialibleavy (lass Umetital et aoe ees eS a Gull 
| 24 Special dleayy Glass Mnnodt <3 ss se oe a ee Gum 
| | 66—- Imemla ed rasta mem leGhme le. ie sige oe ...Lnpros 
| 37—Adenoid Electrode—Insulated (Murray) .........-......222..--------- Maner 
| | 049—Insulated Rubber Handle and Cord (For 1%4” Tubes)............ Blind 
| 49—Insulated Rubber Handle and Cord (For 9%” Tubes )............ Block 
| GleMiroat: (cla eam Glas) es re ee ee Re ee Breath 
| 061—-Dental Pyorrhea, 34” “Heavy Glass ) <..-.22. 2.0.2.2. pone 2 Brein 
| (i62— "Dental Cocain, 7 “Chleavy Glass) 4) sat Bridge 
| 663 Dental Cavity. 4-4-Cilieavy Glass 12 2 et ee ride 
| (64 Dental Outer Guin 4'% Cleavy Glass). Se: cieeereee DIUM 
| | Insulated Shock Proof Handle 
for High Frequency Electrodes 
| Made entirely of one piece of hard rubber, with the heavy insulated 
| connecting cord fastened securely to the spring brass clamp inside. 
No. | 7 . Code 
O40— Wore Us MlectrOes: css aie te eer ee te, Se ee! Blind 
| 49 For 5” Electrodes ..... Me ne oan eee Ban ace ee Ole 
| aera EES 
7 | \ | Bea | No. 80 
| su SOrel acta. lone rotected Plandle sone sect ator Ao elec. eee Blesp 
q 
| | | For Prices see List Attached 
| | , | 
38 ? | 39 
























































ACCESSORIES 





Non-vacuum High Frequency Electrodes 





No. 2009 








No. 2010 






No. 2013 


The Silvered “Non-vacuum” Tubes are made in the same SIZeS and 
designs as the regular cataloged Vacuum Electrodes described in the 
foregoing. Plain or Insulated will be furnished, as ordered. 


No... ; Description Code 
2001—Surface —Plain—2-inch face o00....eeeeeceeceeceeceeeeeee: ae Nee Rabat 
2002—Rectal se LAE oris es aha SMe crm ie i dee ee 0) Re een Rabid 
2003—Vaginal a Pilar save eae eee Sen a ee a Racer 
2004—Nasal rosie leila cio Pe Site et ee er aS Bones Raket 
2005—Throat AIT Ger eel ae eh ee ie emit ae Rae ets ee Radle 
2006— Urethral a PAI tan ee ea Seeman oe oe SNe lee Radio - 
2007—Eye: Be Uy eae ered ceenee ee ey are are Radex 
2008—Eye = WOU Reise hae I Grae tect een ees Raflo 
2009—Surface Condenser Pypet Meds 228 A Se Raged 
2010-—Surface = Condenser. ype; ees.) tae ee Rally 
2011—Comb PaCS eee a sane ea wee nn i ed aye Ramie 
2012—Rectal = nisinlate ics cates oe siy (ak Les neces en Ranch 
2013—V aginal oe Wis ieee Senge: ieee ter tee eo ae Randy 
2014—Nasal nis late dics clea wpe ht I ae ee Range 
2015—Post Nasal ST ISUIe tae eee et eh ig a ett ee, Rapid 
2016—Urethral ee NSAI TEE CL eee eo Mrs er tee ee ga Rasal 
2017—-Inner Ear Sl nstilateds. cers eae, ee eee eh hc, Ratan 
2018—Tongue NSE een ee ee Se Beas Ravel 
2023— Urethral sopecial. Heavy iGlass. sic 2 2 aa am F ee Razee 
2024—Throat -=Special “HeavyGlass 2220 Razor 
AZo CataphOlesic mutes oe ee es ee er ee ene Reach 
2030—Corn =—Small Depression: s.<. 5 ee Rebec 
mes OUtetes EAROA tS. Me cine NE hcl rs pe, et er ee ec ne eee Rebus 
AVG FS als stra A ating 3 ciate See SR os ee gehen bree agains Te Recal 
2036—Prostatic  - ASIA CeCe ook anes ee ie eee eee Recto 
2061—Dental Pyorrhea = ICA VN (ASG toe nen Pree aa Refit 
2062—Dental Cocain pa LOAN Ver ASG Sonia Oe ae Ieee Reign 
2063—Dental Cavity sr LOA Y>- CRASS ent sce eele ev tata ye eee eee: Reims 
2064—Dental Outer Gum SMC Vi GLASS, ease ett Sule oe tee Relax 


These Electrodes, with exception of Nos. 2009, 2010, and 2025 will 
have our regular 54” shanks. 

Nos. 2009, 2010 and 2025 have Insulated Handles blown on the elec- 
trodes themselves. 2 


Non-Vacuum Tubes may be had to fit the 14” Handles by placing 
“O” before catalog number when ordering except those which have 
handles attached. 


For Prices see List Attached 


ST IS TU I TO I SIE EE BT SPS I DET ESTEE 2 ISIE ETSI ETT EE SS BB EE TIE VLEET SPST EE ATER 
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Universal Handle for High Frequency Electrodes 


Insulated section made 
of hard pressed fiber, hav- 
ing nickel- plated brass 
spring clamp on end for ; 
holding Electrodes firmly in position. Large swivel ring connector to 
which is hooked the insulated cord, permits of perfect freedom of move- 
ment. Made in two sizes. 1a Sis 


























Nowa | Code 
O50 A Bor 200 Miecirodes: inn cs Vie ee a Boldo 
50 abhor .54” HISCHIGG St cece pet ce eee BO ee ng a Bolus 


Patients High Frequency Handle 


Holds any high frequency 
electrode with 54 inch shank. 
Hardwood, nickel-plated clip. 
No. | Code 
5/7. Patients High Fre- 

quency Handle .....Holcot 


Adjustable High Frequency Handle 




















ong fibre insulated handle is arranged 
to swivel freely as desired to any angle. A very convenient arrange- 


No. | Code 
6 eed ae Seat Om wee SRE ii (ocr a tit gh perme eens Boman 


This perfected high fre- Hollender-Cottle Insulated 
quency handle is made of hard Adjustable High Frequency 
rubber, with cord attached, Handi ae 
ready for use with any stand- eliaubsaa 
ard 5@ inch electrode. No 
bare metal, no shocks, utmost 
convenience and comfort in 
treating patient. 

No. Code 
59. Hollender - Cottle, 

Insulated adjustable, 

High Frequency 

Handle, complete 

WiAthCCOrd =: 82s Hocoin - 
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No. 950X 


When direct current, only, is available it is necessary to install a 


rotary converter to operate any efficient High Frequency machine, 


or any of the late types of small X-ray Outfits. (The larger X-ray 
machines contain their own rotary converters. ) | 


Our 110 volt rotaries have a special booster winding which insures 
a full 110 volt A. C. when operated on 110 volts D. C. 


Our 220 volt rotaries are tapped at the proper point to give 110 
volts A. C. when operated on 220 volts D. C. This eliminates the use 
of separate step-up or step-down transformers and the loss of efficiency 
attending their use. | : 


All our Rotary Converters are equipped with a special Condenser, 


for line protection. 


No. | : Code 


950 300 Watt capacity—operating on 110 Volts D. C., and 
delivering 110 Volts 60 Cy. A. C. Designed for our 
types Candee and: "De outhtsc. sae ee Emolo 


951 400 Watt capacity—operating on 110 Volts D. Cand 
3 delivering 110 Volts 60 Cy. A. C. Designed for our 
ipes. i Cabinet and (Portable .m:2 Ss eee ee aa Egret 


952 1000 Watt capacity—operating on 110 Volts D. C., and 
delivering 110 Volts 60 Cy. A. C. Designed for our 

Type “LL,” “Military” and Style “F’ Cabinets, also 

the No. 1, De Luxe or Type “R” X-ray Machines 


including enclosed type Starting Box “Scurvy”’............Ennut 
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954. 500 Watt capacity—operating on 110 Volts D. C., and 
delivering 110 Volts 60 Cy. A. C. Designed for our 
eypes..G. -Diathermy Outhits eo oe Enporg 


955- 300 Watt capacity-—operating on 220 Volts D. C., and 


delivering 110 Volts 60 Cy. A. C. (See No. 950X)........ Epul 
956 400 Watt capacity—operating on 220 Volts D. C., and 
delivering 110 Volts 60 Cy. A. C.. (See No. 951X)_..Effete 


957 1000 Watt capacity—operating on 220 Volts D. C., and 
delivering [10 Volts 60 Cy. A. C. (See No; :952X) 
including. enclosed type Starting Box “Seance’’.............. Enter 


958 5000 Watt capacity—operating on 220 Volts D. C., and 
delivering 110 Volts 60 Cy. A. C. Designed for use 
with Type “S” X-ray Apparatus including enclosed 
hyper otatiinodOxu SOCede arcane tars age oe Encabs 


959 500 Watt capacity—operating on 220 Volts D. C., and 
delivering 110 Volts 60 Cy. A.C. (See No. 954X)....Enpogs 


O77 1500 Watt capacity—operating on 110 Volts D. C., and 
delivering 110 Volts 60 Cy. A. C. Designed for our 
larger Diathermy Cabinets including enclosed type 
Stariine Oss SCHbyy Coa ee ene eee Mutcho 


978 1500 Watt capacity—operating on 220 volts D. C., and 
delivering 110: Volts 60. Cy, “Ax C, (See No..977X) 
including enclosed type Starting Box “‘Seance’’.......... Myomoa 


Starting Boxes for Rotary Converter 














No. Code 
915 Starting Box for 110 V. Rotary 1000 and 1500 W......Scurvy 
916. Starting -Box.for 220. V. Rotary 1000 and: 1500 W.... Seance 
O18) Starting Box: for.220. VG. Rotary: 5000 Wt. Secede 
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Insulated High Frequency Cord 


This. cord is made of a stranded copper con- 
ductor, covered with several layers of pure gum 
rubber. At one end is mounted our standard 
cord tip (3% inch), which will fit any of our 
machines, and on the other end is mounted a 
swivel clasp. Cord is very flexible. 





Code 
lee lleayy. COrd, 4) 10ers eee ees Gait 
Bloor oilcavy Otc nn Ones (7s et aie fae ele ete ae Hirtz 
Miorecmleavy Cord: OclOne "Si esse he Bed eee TE One 
eis TLCAV Ya OL we/ ONO neste kOe ce a Hodge 


Extra cable; 15c: foot 


Extra Heavy Insulated Cable 


- Made similar to our No. 51 but with very heavy rubber insulation. 


No. Code 
oo, extra Heavy. Protected Llish Breqiuency. Cord; 5” tone. 2. Malle 


Fulguration Electrode 
\ 





Fulguration is the best known method of applying the High Fre- 
quency Current for the removal of Warts, Moles and. similar growths. 
No. Code 
20:--Fulsuration Electrede- and three tips... 420010... 4-0=-Gadol 


Fulguration Wire 


Steel music wire, covered with pure gum rubber, for introduction 
through the cystoscope. When used in connection with one of our 
High Frequency machines excellent results may be obtained in the 
removal of growths in the urinary bladder. 

No. Code 
40 Fulguration Wire, foot........ EEL GBI Bergh pees PEELS ae TE nee tere Gag 





AND SUPELIES 





Fischer Bladdet Fulguration Electrode 


eee SSS 






_A upecial fulguration electrode for use in the bladder through a 
cystoscope. Made of a hard wire center, insulated with a very small 
oiled silk covering. Has solid silver tip, olive shaped, of 2mm. 
diameter and about 4mm. long. Other end is arranged to accommodate 


an ordinary cord tip. 


No. Code 
a1 Complete vaceiiusttated’. 22 ae 8. een sc ees Gagtip 





Special Tonsil Fulguration Electrode 





No. Code 
29 Special Throat Fulguration Electrode similar to our No. 
23, with wire tp mounted in-emas 0 ee Bs .Gerdy 


Improved Ear Electrode 








Properly shaped, and well insulated. 


“No. Code 


er oa ae eo Se ee aes Wes are ae ne ee eee Gabell 
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Glass Vacuum Handles 








CES 
For indirect treating with the High Frequency Current. 
No. Code 
ome Gidce, I ANCG ta Ss Soe te a hte eee are Bismal 


Indirect Treatment Handles 


No. . Code 
54 Similar to No. 53, except that it is arranged to fit the 
No. 49 Shock Proof Handle. For Indirect reatinie 2s Banter 
054 Same as No. 54, but made to fit the 049 Handle... piece Bantam 


Ozone Generator 





An ALL GLASS Ozonizer, made in one piece. Has two compart- 
ments, one for holding the purifying oils, and a vacuum chamber to 
which is connected the wire from any high frequency source. 


No. 2. .Code 
22 Ozone Generator, complete as illustrated, with oils. =. Bidwy 
70, Rubber Bulb, only. 82s: IS ete AES peasants cea oo ST Omg tee Ozbule 
We iOse -COnnection Hee ily eh a ae Ozhoco 
Bee Woth: Pieces? 22 se ac Sa ee Ozmo pi 
Wm Noses icce og ie a ee ee Pee te Oznose 
mee ettinclig She oe ee ee, 2 a Ozfunl 
Wye loz) Bottle Pine, Needle. Oil Malmo 
WS 107 Bottle Eucalyptus, Oil. 2.802000 tte Malta 





ce a aaa a a. aaa 








AND: SUPPELES 
———————————————— ee 


Cord lie Adapters 


To enable operators to use cords with 3% inch tips with apparatus 
having = inch binding post or attachment openings, or vice-versa. 





No Code 

15s -IMCredses SIZE Ol vee Lip tO a a ees Corter 

Ld50.Weereases Size Olay tiprtO gy Ae ie, Adacor 
Eye Magnet 

















Constructed to operate from any low voltage source, up to 10 volts. 
No. | Code 
RS Gor Eyes WWaeniels Sen et coe ae ee aa Acoon 


Diagnostic Illuminator and Shield 


Consisting of a long metal holder, with a green silk covered con- 
necting cord, and a specially designed opal bulb with a lens blown 
in the end. This focuses an intense light to the area desired. 














a a 


RET eT LT ETT a TS TT TT 


Sei thi9 REE Cenc Teee apr OE ETS TIT 





—a 
Nowo21 
No. . 
oz t--liuminator, complete with: Tungsten-lamp.2....22 2 Analog 
322 teh ottasueuine stem Dili ss eee ke a ta ate ee SE Acid 
324: Polished Nickel-plated Shield-for No. 321:...0.0.2. Agile 
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Tongue Depressor 
and Diagnostic Illuminator — 





Consisting of an aluminum handle with folding end-piece through 
which are slipped ordinary wooden tongue strips, twelve wooden blades, 
green silk connecting cord, lamp socket, opal lamp and an extra re- 
newing lamp filler. 

The special opal lamp is supported in spring clips above the wooden 
tongue blades, and is easily removed. This lamp throws an intense 
white light, properly focused. 


No. Code 
335 Diagnostic Illuminator, with Cords, Holder, and Opal 

|B eal Oven tree Makita Sie A Sasa i) Suit ree keto eeon See eats Usurp 
950 Sopecial Diagnosties| amp itil rolls Be Uther 
jo7o; Honeie “Mepressorcomy ois ee aaa Uvula 
330° [extra Wooden.’Tongue Blades, box.of 125.2." V acat 
Joo” “Extra (Renewing Hillertor Jeampis. ans St | V acua 


340 Complete Lamp and Tongue Depressor arrangement, in- 
cluding Illuminator with Cords, Holder, and Opal Lamp, 
Tongue Depressor, 12 Wooden Tongue Blades and extra 
pain swenewing abillet isch. ei oe te eee ct V ague 


New Fischer Cautery Cords 


Flexible copper stranded wire, covered with 
pure gum rubber, replacing the former cords 
which were covered with mercerized webbing. 
May be washed and always kept clean as when 
new. 


No.. / 
OM Ott pattie. 2 ieee oe Nene ake res 


Note: When ordering these cords for the Fischer Senior “FO,” 
HO. G’ or-“GP” Diathermy Outfits, specify No. 1330-G, which are 
supplied with special tips. . 


SS aN NT I STI DC SSCS BSE SES SSDS TG PIP TIE ESERIES, 
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AND <SUPPETHES 


nN  ———_————————— 


Cautery and Diagnostic Transformer 





The Fischer Cautery and Diagnostic Light Transformer is a compact, 
neat generator of the closed-core type, consuming very little energy, 
yet having sufficient output to heat most any Cautery knife on the mar- 
ket. Has a diagnostic lamp circuit with a range of from ¥%4 to 12 volts. 
Can be used with perfect safety for lighting your smallest Cystoscope 
bulbs, or for illuminating a 12-volt lamp if necessary. Both circuits are 
perfectly regulated, and durably wound. Case is covered with black 
leatherette. Contact buttons, regulating levers, and binding posts are 
of brass, heavily nickel-plated, and mounted on white marble. 


No. ) Code 


470 Transformer only, in carrying case, with connecting cord 
and attachment plug, for 110 volt, 60 cycle, alternating 
CUTE CTD ayo as Si ON ee ecg nS EI WN Scene Aba 


471 Outfit with pair No. 306 Heavy Cautery Cords, 1 No. 
305A Cautery Knife, 1 No. 305C, Cautery Knife, 1 No. 
S0l-Cautery: Handle, 1 No: Diagnostic Illuminator, 
COM Pleres sig rec ae Ba lees re ee a a ee Abaca 


For Prices see List Attached 
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ACCESSORIES 7 AND SUPPLIES 
Cautery Knives | Cautery Knives 


The carefully shaped knives are securely mounted into the copper 
bars. These knives are shaped to conform with most any requirements 
for all purposes. The copper bars are bound together by a special twist- 
ing process, and enameled to withstand heating and handling indefi- 
nitely. Knives are made of a special alloy, of high electrical resistance. 


(See page 50.) 








Heavy Cautery Knives and Handle 











No. 297. —_ No. 298 No. 299 No. 300 





No. | Code 
2O51 Heavy Gautery > bran dle st % se Ce oie ee Pacero 
296): Heavy’ pirals Cattery Aone sen sb ac ne ne Pachan 
2O7 kleavy -Anoular | Cautetyr Wem eee ee ie Die Pacify 
208: Leavy, bointeds Canteny chMmiher 2a ieee at Packor 
209 > Tieavy. Plain’ oop (Gautery IKntheri a Oo Pacton 
S00. Heavy Blatt Loop Gauteryalnibe:ei0 0. Bee il ee Paddle 


Cautery Handle 





No. 


Made of a practically indestructible material. Arranged to hold the 
knives in any one of five positions. Has contact switch for convenience 








Codes Acmea, Acmeb, Acmec, etc. | in operating. 
| | No. : Code 
| For Prices see List Attached E 301 Cautery Handle ? Acetyl 
| ! 50 | 4 
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ACCESSORIES 


BELLE EET ET LTE LET TLS LEE LLG OIE INNES EBLE LAE LGD EDEL LIDS NOTE EI SIH SENS EONAR ee 





Condenser (Static Arrester) 





Used in connection with Powerful High Frequency Apparatus for 
protection to line. Mounted on a slat slab, in a metal box. 


No. ; Code 
960. Condenser: ton Ay C dines’ i) es ea eee Tetort 
961 Condenser for D. C. lines as used across Rotary Con- 

EIA SNEL Hols ener ator Reta pe apc Dae, Yaad sac nei eRe Re te Ma Oe ttee RC Recopo 


Pilot Lamp 


An indicating lamp bulb used on most of our Portable and Cabinet 
Apparatus. : 


No. Code 
Soyer lain: Balbir ie Hake a ke run eee ats Larrup 
S26: Riby Balhae el ge eae 


Casters 


No. , Code 
1260 434” wheel with 5%” rubber face Cascar 
1261 214” wheel with 144,” felt face... Castys 
1262 2 ” wheel with 1 ” fibre face......Casfos 
1263 154” wheel with 34” fibre face......Casmal 


ns 





22 


rT 


readily removed for 


AND SUPPLIES 





Fischer “Radiolite”’ 


The reflector on 
the ‘“Radiolite”’ 1s 
made of highly pol- 
ished aluminum 
spun to true parfa- 
bolic shape, and 
owing to its simple 
clamping device, 1s 


re-finishing at any 
time. The outside 
diameter is ten 
inches. 





No. | | Code 
154. Fischer “Radiolite,’ 10” Reflector Light Globe, Con- 
necting. Cord, aftds PIUS, “Morstgeenie 2 sites Se eset Hamul 


Fischer 
“Radiolite Junior’ 


Made of same material 
and same style as the larger 
lamp above, but of five- 
inch diameter only. 





No. Code 
152 5” Reflector with Lamp, Connecting Cord and Plug.............. Hack 


Color Screens 
Fischer Color Screens are made of natural colored glass, not dipped 
only, and mounted in sections to avoid breakage from heat. 


No. : Code 
1701914: Sereen 7 Red. ve ois oe eee a Helic 
LAT: U7 SCRCCN CGE 2 sce ee: FENG EONS et ene Meee nee Helm 
WD" OTS cr cet VAD en ee a ee sae Helon 
TA BA ORS CHe ey iced, tee a ee Ba de ese ee _..... Llemat 
We Be eteeti lige. ate ee iy ares a cei ee a -Hemic 
‘Bulbs for Therapeutic Lamps 
No. Code 
LOS". xtra bulb: for-LO “samp ee eee Hegar 
166 ‘Hixtra Bulb storia 7) aint ee Ee es Hectic 
181<41000-swatt clear: bulb: 22. Se Udder 
123). 50OSwatt clear: Dulbta nee Ss ee a Uhase 
182". 1000watt: blue: “daylight bulb. aoe U gric 
184 1500-watt blue “daylight” bulb .......-.-2-2-2-2--------- Uhlan 


a 
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Applicators and Spare Parts 


STR MLD, 
| 1481 1489 
em ages 
T4AG 


14.42 


Applicators 


In treating certain conditions with the Kromayer or Alpine Sun — 


Lamp, applicators have been devised. In local conditions of skin or 
cavity, the range of application of these lamps depends upon the variety 


of applicators available. In the selection one should b 
extent of work in which the lamp is to be used. e governed by the 


_ These applicators are made of the best grade of clear quartz which 
insures the greatest possible transmission of Ultra-violet light.: 
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1440 


| Code 
@uariz. Lens Applicator: Rod (Small) ce Mirth 
Oust ets Applicator squares, 5s) so Sle sale oi a Mirza 
Quartz, Lens: Applicator Rod (Medintn) 2:02 es Misty 
Puemmorthold. Applicaton. <2 ie ec Si eee Ze Miter 
Hloldertor Quartz Rods 2. ee os ee ok ee ae Vine de Mocha 
Quartz Nod Strasntolind 254" eae ee ee Modes 
Quartz Rod: Shapedsshitid: G94 es caso) ae eee Modoc 
Biner Witra-violéet.Glass® 2mni a" pial Nae anes BAO ee: Moera 
Bine “Witra-yielet Glass: Sits. 5.5 oe Mogul 
Blue. Ultraviolet ‘Glass’ 4mm. este 2 cs ute. Wola ee Mohur 
Blue, (Ultra=violet “Glass : smmiy ais eer 28 oh Moire 
Wica “Protection, Waldo wisi iit oe ee Tle lee ee Molar 
Weaver Applicators. ol ore. ee ne ee ee es Moll 
Rubber ubings sc a Be Nee ce ge MIN Was Ope at TOE Moult 
Quartz Window ............ AGC EASOD SION Cnt RUN e Ie WN Wie Meare Monus 
mharpe Localizer .and:3. 1 1bes?s2. ae Rats Sa Ake Monad 
WicManus.Sinus.” Applicator 2 7: A er Mongo 
Plank Proctoscope :7icia! Set PORT sou et en eel ae Monke 
Plank Pharyngeal Applicator -..........22222:- Pes SIN ia ih mt gee Monot 
Baldwin, Wamneoscope .1:2.. 20h ace Ne ans Mooch 
Blue -Wandow, : Complete :---s...42 ede Soueey e vce eRe Moody 
Blae’ -Wandows ess> Holder oct 6) ea ue ea Moose 
Butrow’s: ‘Prostatic Applicator! nisi ae sea ae CHOIR Mopey 
Inuber Mubes Clamp. tus fee dl poe ies ieee ae ee Moral 
Mehlena Nasal Applicatot..2. svc. oe aes Morin 
Protection; Gogeles = 5.22. ik Se cas el Ano a ak Mossy 
Ladabeck: Quartz .Irrigator -(.Simall) 902.05. Oe Ne a .... Motif 
Ladabeck : Quartz -Irrigator «(Medium') 1.00) ce Motto 
ILadabeck: Quartz: Ivrigator (Large) Sesotho Mound 
Itadabeck;OQuattz Irrigator: (Extra Large) = ..2 2 Mourn 
adabeck -QuattzItrigator® (Set: of 4) ho Movie 
Daly Eyorriea A ppicitor (Set on siete ae 2) Mower 
Bainbridge-Lippinan’ Apphcaton <2 22 ee ae Eee Mucky 
Mayer aural Applicator. 506 pec wn iow hg De, Mufin 
Miasner ‘Quartz spectlim (Size. A.) a0 oe Muggy 
Waener: Ouartz- speculum: (Size. By) soe epics: Mulct 
Waser GQuariz, Speculum: (Size.@ \ente 0 ase a Muley 
Warner: Otartz Speculum’ (Setjot-3) te ay aes Mumbl 
McCaskéy’s: Prostatic, Appheator: 06 a ake ee Mumps 
Sampson.-Pyorrhea: Applicator’ (Set of (3). Mungo 
paimpson Flay “Beyer applicator 22. inn wi te Mural 
Sampson ‘Laryngoscope aso ye ee ere, Usage 
QOuartz:Urethraly Applicator. i.e Ae oe Usbek 


Alpine Kromayer Applicator Adapter, to attach Quartz ap- 
plicators to the Alpine Lamp—Furnished free of charge..Usher 
Ashland Universal -Pyorrhea Applicator 2.0.5.0 Ss V arian 


SS EATS CA ESC EGER EDDC AEE R LEELA ELLA LL LEONA LANL AA LL AOA LLL D AAD 
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ACCESSORIES AND SUPPEIES 
a TR —————————— 
| Fischer Compression and Lead Lined Compression Cones 
we Hera : | 
1 || Protection Tube Stand 
i il Our No, -1005- Tube Stand combines protection to the Operator and 
| patient with perfect ease of adjustment, 
| 
| 
i | : 
| | : No. 1009 eric 
|| oa BIA da 
| 1009 Lead Lined Cone—5 14’ diameter Lp Rk GLEE Tone aU ee aioe 
L050. Lead Lined |Cone—-3~.// diameter 2 con oN, Burn 
| IOSL ead Lined ::Cone 8” “diameters. soa ls, 
il} 
\ 
. 
| | 
|, | 
1) 
q 
| 
| 
| guide for the high tension cords is sufficiently long and mounted on a 
| swivel support. The base being mounted on large free rolling Casters, Y | 
| : itis easily the most complete, adaptable Tube Support obtainable. } 
: “Phe finish is in heavy nickel-plate and black enamel. Mahogany No. 1072 No. 1073 
| finish will be furnished at the same price on request, and other special | No. | ae Code 
| ‘enamels at a slight additional cost. . | 1070. “Treatment: Gone," V opening ec ole 
| | : eee | 1071. Treatment Cone, 2 opening: ¢i.00 7 eh Pas 
| No. | Code | | 1072 Treatment Cone, Sie Shae cs he a oh 
| 1005 ‘Fischer Stand, as UlMsttatdd se Be inne “073° “Treatment Cone, 4% openitig ii. eco eae 
I | 
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1 ACCESSORIES : AND SUPPLIES 
y | ST . sneeeeeepinaianieuiaianiempenmsnaiasseenmneiasaiamsiaiati 
|| | : 

Special Support For Lead Glass Bowl 


. | Coolidge Radiator Tube 


An ingenious arrangement to replace the regular cross-arm on the 
| No. 1005 Tube Stand when the Radiator type of Coolidge X-ray 
| Tube is to be used. Adaptable to any angles—easily adjusted— 
ae sturdily constructed. 











ae Code 
1075 Complete as illustrated, with Leaded Glass Shields ee Dostyr | 

Made of moulded glass, containing about 50% lead, affording excel- 
lent protection to the operator. Large enough to accommodate either 
6” or 7” X-ray tubes. This bowl is furnished on our Compression 


Made of heavy sheet lead, arranged to slip in the cone holder on the Stand No. 1005. 
Tube Stand, directly over the cone. Furnished with two sizes holes. No. Code 


1615.2 Protection: BOW tc 232 e ek EE Se ie Se ees ire Gord 














Lead Diaphragms 





—————————————————————— 
SS 
SSS 

_————————————————————————SSSSTSSS> 
ee —E— SSN 
=== O07 9 
————————————_ J 

SSS 
er 


























<u | Head Rest or Plate Support 
No. 1007 No. 1008 | 
a ”y : te Arranged to fit our Protection Stand No. 1005. An exceedingly 
1007 Lead Diaphragm K Mole sas AE aca teeeseeeeeeeeees weeeceee Doom | handy arrangement for supporting plates while making radiographs of | 
LOO «. Gead- Dia phragm 2 holes 2a es hy Ses ee Dory | extremities and for all forms of head work. Very practical for Dentists. | 


The supports are all metal, partly enameled and nickel-plated to match | 
the balance of the stand. The top plate is of wood, with a canvas band 
and clamp to hold down the part to be radiographed. Easily adjusted 


Aluminum Filters : 

i | 

Made of pure Aluminum, 1 mm. thick. Either 1, 2 or 3 thicknesses | to any position. : | 
| 

| 








| can be inserted over the cone on No. 1005 Tube Stand, enabling the 
| | operator to use the proper amount of filtering resistance between the 




















| 3 X-ray Tube and the patient. 








I No. : Code No. | Code 
1O06::) Aluminum “Filter, “1° mame thick... A ee Donga 979-Flate: Support; black ‘or:’mahogany.:.. 0... ee Dolor 





| 






















































































ACCESSORIES 


LL 
CT 


“Gas” X-Ray Tubes 


We have a well equipped factory for the manufacture of all types 


of X-ray and High Frequency Tubes, with an efficient corps of exper- 
1enced glass blowers’This enables us to supply the best possible tubes 
with the least possible delay. | 


Specify whether Tungsten or Platinum Targets are desired. 


No. 10 





High Frequency X-Ray Tubes 


No. Size Kind Code 
LOOOsr 67)". RidtimuinTaroet cs tesco en ar Seek ee is oe Edea 
oe. ide Ce lating ch ag pet Waele Po eel ea NP od Educt 
Ze 16, seunectene bareeiy Men tae Ce ee ces ee etary GP FEigon 
pal eo *  Wunesten Parcet site iets ete ae kar arg Ce Eiloid 





No. 994 Transformer Tube 


No. Size isinie 27 Code 
ooo, 0.7 Lungsten. “Lateet 2. eam 1 a ee Elbow 
Oe se Vunesten: Target. 028 a SRST ey en eee Elder 














AND SUPPLIES 
ee 





Coolidge X-Ray Tubes 





7-Inch Coolidge Tube 


The 7” Coolidge Tubes as illustrated herewith are made with three 


sizes of focal spots, and, as the size of the focal spot determines the 


allowable energy input, this point should be taken into consideration 
when ordering. 


Now aSive Sind eye Ss Géde 


1097:°72>- Fine Hocus Coolidee:d ube@iase ses kee ae lbet Celery 
LO58..7, Mediim.. Pocus Goolidee Tubes. se oa a Ceke 
1059-7": Broad: Hocus Coolidge: (abe. 39s oe pan Se Boece Cacal 


The “Radiator” Type Coolidge Tubes 





Radiator Type Coolidge Tube 


The Radiator type of Coolidge Tube is characterized by its excep- 
tionally fine focus, and this fine focal spot insures the very essential 
definition of image on which the highest standards of diagnosis depend. 


No. 1055 10 M. A. Tube is exceptionally adapted for rental purposes 
and with double screens and Duplitized films, most excellent negatives 
of any part of the body are easily made. 


No. 1056 will take current discharges up to 30 M. A. at a 5” spark 
gap, but has a somewhat broader focus. ' 


No. : Code 
1055.5 Coolidge: Fube? CRadiator. Type) aor a Ba Celom 


1056; \Coolidge “Vube. (Radiator: Fy pe). a te es Cedron 


LLL A ES TR ELT RR LE LE DE I La ES EEE ER SEDC TELE EDT TESTER TTT ATTIRE TERE, 
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ACCESSORIES 
a 





Radiator Dental Type 
Coolidge X-Ray Tube 





The Radiator Dental Type Coolidge X-ray Tube is designed for. 


dental work and is furnished for use only on types of apparatus which 
are specially designed for operating this tube. 


No. Code 
1054’: Radiator. ‘Dental Coolidge “X-ray Tube. Cella 


Leaded Glass Shields 
For Coolidge Tubes 





No. Code 
1013 Leaded Glass Shield or Cover for the Radiator. Type 
Coolidge Tube—either the 10 or 30 M. A... Gaddo 





No. Code 
1014 Leaded Glass Shield for the Right Angle Dental 
Coolidge, Tubes 6 eae en ee aes. Gorget 








AND SUPPEIMES 
—————E————————————————— 





The Coolidge Filament 


Transformer and Controller 





No. : Code 

1060 Coolidge Filament Transformer, 110 Volt, 60 Cycle— ~ 
with Metal Base—Mahogany Finish... Cardia 

LOo1T+2 Controller tor: Now) 060; ransforimen.: 4 Cardin 


For Heating Coolidge Filament 
on Direct Current 


No. Code. 
950 Xs Rotary Converter,.110 Volts.DsC.’to.110°Ar Ce Emolo 
59x" Rotary Converter, 220° Volts D: \G@;to. 110:Ay Gouge ore Epul 


Coolidge Tube Connector 






Makes positive contact. Bayonet and slot lock together firmly. 


No. Code 
OGG Pes eS ae USN RO gare abe SY Onan Me MRS hg ira Baycon 
Supporting Shelf For Filament Transformer 
No. Code 
1064 Wood Shelf finished in polished mahogany........................ Coshel 
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ACCESSORIES 
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Repairing and Rebuilding 
X-Ray Tubes 


When an X-ray tube has become punctured, the minute hole can 


usually be sealed over and the tube re-exhausted: When a tube has 


been over-reduced and the usual method of careful, repeated warming 


and cooling does not serve to raise the vacuum back to normal, re-— 
exhausting. is necessary. When the terminal ends are cracked in such 


a way that they can be re-sealed, repairs will be made at the same price 
as ordinary punctures. However, where cracks are beyond repair, 
rebuilding will be necessary. In rebuilding, we use only the anode of 
the old tube. This is placed in a new bulb, with new cathode and regu- 
lator, and the finished article as returned to you will work as well as 
a new tube. | 

X-ray Tubes for repairing should be sent to us by parcel post or 
prepaid express. Package should be carefully marked and Express 
Company informed that same contains a valuable X-ray Tube. This 
will insure its receiving careful handling. 


Prices For Repairing 


We cannot guarantee good results from repumped X-ray tubes, 
especially when the glass bulb itself is blackened. When the bulb 
shows discoloration it is advisable in most all cases to have the tube 
rebuilt. 

For prices on re-exhausting, repairing puncture and complete re- 
building, see last page of price sheet. 


Repairing Coolidge X-Ray Tubes 


It is impossible to quote repairs on Coolidge Tubes without returning 
them to the factory. Write us for details. 


Wooden X-Ray Tube Racks 





No. Size 3 Code 


375 To accommodate 2 tubes=-Mahovany. Finishi*: 5 64 Echo 
377 To,accommodate 2 Radiator Type Coolidge Tubes— 
Mahogany Hinishs 40! 8 ian ove ia ene a, Etchoco 
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Fischer X-Ray Meters 








% No. 446 No. 447 en 
No. he, 
‘445: Meter. calibrated from 0: to. 15 Mi. Ay e222. tesa. ees 
446 Meter calibrated from 0 to 60 M. A. .........--. sesseeseeeeeeeenee pe 
443 M.A. Meter calibrated from 0 to 15 ( High Breqdtiency:) i. ur 
458 Spark Meter, as used on the Fischer “2B X-ray Trans- ean 
FORMER: Wee. 5S. ee cee sage ai a ee ne ae Exspa 
Fischer Coolidge Ammeter 
3 Code 
oe Coamer 


447 Ammeter with 6” Face—O to 5 Amperes..........2----2:------+ : 


Tube Support for Portables 


A sturdy wooden support, set in an iron clamp, and arranged to be 
used with Portable X-ray Outfits for bedside work. 





No. 1001 Tube Support 


N Code 
Q,. 

WATE GOT ©( Lait (ose emese so ale er eee ae Dumb 
1001 Tube Support with Iron Clamp..............-..-.------------- Uv + 


1001E Tube Support as arranged for Style “E” Cabinet......... 
ae 
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ACCESSORIES 


EE 
eR a et ee GO i ee 


Copper High Tension Wire 





Soft copper wire, smooth and easily mounted in place, No. 12 gauge. 


No 


Code 
703 Soft Copper Wire, foot 











End Boards for supporting overhead wiring, 
hooks for both Gas and Coolidge Tubes. 


No. 
1721 Mahogany finish, 4 hooks 


arranged with four 

















Made of hard r 
well finished. 


No. 
700 Rubber Insulators 


ubber, with metal screw eye in each end. Neat and 


For Prices see List Attached 
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AND SUPPLIES 
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Turnbuckle High Tension 
Wall Insulators 











No. SPT ae erences Code 
Zou Turnbuekle nswlator sis ee ee Cancer 
Tension Spring for Overhead Wiring 
ee COILS Aen 
AOS ce ana Ne ee ON oe ee Tening 
Fischer Rewind Cord Reels 
No. | Code 
928 Fischer ‘Reels 2 2 Ss Ee oe ee he Fagin 





aS oe ena ceh gk chee ee Mem tae aie apa ae, eee Hoist 
925 Trolley Reel Sliding contacts only, each Hutt 
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ACCESSORIES 





X-Ray Negative Illuminators 





INO7555 
100-watt frosted blue mazda is 
recommended but is not. furnished. No. 551 
No. Code 
joo" 14cb7” nminator en ee ee A Beet ceca Darest 
Duby wGlass tromt-only tor. Now oop ea fe Restas 


Junior Negative Illuminator 


For examining X-ray negatives up to and including 8”x10”. Frame 
made entirely of metal. Has opal glass front, insuring a perfect lighted 
surface for diagnostic purposes. Tungsten lamp illumination. 


No. Code 
Joc Salilluminiatots = osel@ foes ae Rae Ole i hee eee: foe Dartos 
552 @Glassstvont only, tor NO; Ol). nrc y en eee Tosdar 


Fischer Bucky-Potter Diaphragm 

The timing ele- : ; 
ment has sufficient 
range to include 
all “practical -ex- 
posures: 1 second 
{Oro 2S, e Com ds; 
Perfect compres- 
sion is obtained 
during exposures. 
The: bex top is 
made of four-ply 
mahogany; motor 


and timing device, é 
aluminum and nickel-plate; compression rods and ratchet nickel-plate. 
No. : : Code 











9 oe 


ANG? SUP PETES 


oe RAR II SS ES LN RR I ESE SSC SAE EE CP SR EDEN LET ISLE ANI OTE TE INGE NOT HR 


— 





W heatstone Stereoscope 





= =. _ | Code 
649. WW heatstofies olereOSCO pene. Scie es ee ieee ie och tes a ee Lapid 


Fischer Plain Radiographic Table 





No. Code 

642E13 Table complete, with one 17x17 Plate Changer-........... Lament 
643 Extra Plate Changing Tray-........-2--2--2-2-----e Lammas 
644. 17x17 Cassette for Intensifying Screen:i2 222. Lanary 


TTT EE ETE DE LLLP EL ELE BIDE LE DDE LED L EEL 
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ACCESSORIES 


——— 


Fluoroscopes 


Finest quality Calcium Tungstate 
Fluoroscope Screen, mounted in a hand- 
some black leatherette covered box; has 
heavy roll of fur around eye piece mak- 
ing it absolutely light proof. 


No. 
1020 Mounted soe see a Rk eee a eS 
1024 5’’x7” Mounted, with lead glass protection....................... Dulpro 


IZLE RO fee ate es ee On ae eget eee es eG Dull 
1026 Mounted Fluoroscope, same as No. 1025, but<-with 

SOAS CLEC yee ae nee pa et meg ae -Dulryo 
OZ ea SChCeleOmlys fig. Ray Cut i wa ee ee ue mig ae Drench 
OZ 2 Screen tonly: 87 iO G igs er eee eee tata ct Duct 
lOZSeeSereen only LOU 2 oe ee ig ee, Dulcin 
1OU/- Screen! Only ix 44 apenas ee Taare ee Dutch 
LOLS SSercenv only, 12/5016 iets nee Un ee AL Dyad 
LOU OCieen Only acl (oe ee eu ed aces pa ee Dyne 
1027 Fluoroscope Screen only, best quality, same as above; 

SQUAT EIN Chae ahs a ea) WR are ea Pee ....-.--LJ ram 


Feld in place before the eyes 
with elastic bands. When the 
operator does not desire to use 
screen it may be tilted back 
against the head. When the 
box is tilted back a piece of ruby 
glass automatically falls down 
in front of the eye piece, pro- 
tecting the accommodation of 
the eyes. 


No Code 


1031 Equipped with 5’x7” Patterson F luoroscopic Screen and 
heavy leead=Glass: protection.) 150° G Pat flu 





Seennnneee ee ee eee eee eee SSS 
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Fluoroscopic Screens—Mounted 





Pluoroséopic Screen, Mounted 

Fluoroscopic Screens, mounted in polished hard wood frames, with 
sheet lead insert, covered with heavy lead glass, and with protected 
metal hand clasps. 


No. Code 
1086.) 10712” Sereen-and= Hrame «28.2.0 oe. ee Quaint 
MOS 7-7 1AM cla Screenatideicainea ase A ela ee Oualm 
LO382 127 x16@*Sereen-and- Prame* 2225 cls ee OQuanum 
1039.14" x17? Screenvand: Brame; 3. 22s ne eae Quarry 
Counterweights for Fluoroscopic Screens 
No. } Code 
1029 Counterweight “forz; lixl4’” Fluoroscopic Screen and 
Hrame eee oe ee Leak 
1030 Counterweight for 14x16” Fluoroscopic Screen and 
Opa Tiere acces ee ee ee Ne eee eee ee a ee ee 


Kidney Compressor 


Made of ribless rubber, with a 
single seam which will not at any 
time offer obstruction in the active 
field. Compressor inflated will con- 
form to any contour perfectly— 
deflated is 12” in diameter. 


No. Code 
DOR pe see eet ee Rubcom 
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——— 


Intensifying Screens 


These Screens are fast (time for exposures reduced from 70 to 85 
per cent) and will fluoresce brilliantly at the time the X-ray is turned 
on, but fade out quickly; therefore there is no mottling effect, and the 
detail is perfect. All Fischer Screens are washable. 


Do not use a smaller size plate than the size of the screen, owing to 
the danger of damaging the sensitive emulsion with the edge of the 
plate. 


No. Size Code 
1040° Patterson “Sereen.cach=s, 22 es 8x10” Diatom 
1O41e;. Patterson .ocreen, cache sin tae nies se, LOZxad 2” Digest 
1042 = eratterson » SCreen., CAC ciao 2 we ever ee belay Dinus 
1043. Patterson Screen, “each. 14”’x17” Disk 


Intensifying Screen Holder 


An all aluminum -Plate 
Holder or Cassette, which 
can be used with or without 
an intensifying screen. Being 
constructed of metal through- 
out, all warping is eliminated. 
Absolutely light-proof. 
Strong springs hold the screen 
and plate tightly together, 
insuring the maximum of efficiency from the screen itself. 





Fischer Cassette 


NO. ee Size Code 
1044. Fischer. Aluminum Cassette......000.0222.2.-- 2S 102 Dermis 
1045 “Fischer Aluminum .Cassette....2..2:.02..0...... 107x123” Derrid 
1046 “Wiccher Alunumum Cassette fo 11x14” Deu 


1047 - Fischer ‘Aluminum Cassette:...22:.:.....2-> xl Diad 
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Lead Lined Plate Boxes 


The Fischer Plate Boxes 
are carefully constructed, and 
lined with heavy sheet lead. 
All joints are sealed, and nail 
and screw holes are soldered 
over to prevent any possible 
chance of the X-ray leaking 
into the contents. The lead 
on the cover is pressed out to 
insure a snug fit into the box, 
and reinforced to protect it 
fram sagging. These boxes 
are finished in mahogany. 
Made up in three sizes: 













Nox. SIZE “ode 
573) ‘Bor Dentale Piltis7only2 52 eet Axo Dun 
575 For Plates up to and including................ Sle Dens 
577. For Plates up to and including............... La] — Derte 


The McKenna Model Tunnel Plate Changers 


No. =: Code 
965 10x12 Changer with 
adjustable-lees . .8:. Riches 


966 11x14 Changer with- 
out adjustable legs..Ricket 


068 Pedestal for either 
- 8x10 or 10x12 size..Riddle 


969 Semi-circular head 
clamp for use with 


2 LS 
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ACCESSORIES 


ee 
a 


Fischer Foot Switch 





Interior 
No. 
A007 Hook Switcieme: ciple cess et eae oo. Wiss ae Fant 
AO Shoots witchmG@al len tees es (og eee Ae ee Fall 





Permitting accurate timing of exposures from one-quarter second 
to twelve seconds. This switch automatically turns off the-current’ at 
the end of the exposure, or the exposure may be terminated by simply 
releasing the pressure from the push button. | 

Is to be used with equipment with capacity of 10 milliamperes or less. 


No. Code 
408 With 8’ Gables eee i eg os Ue eee ee ae Fanlie 


Contactor for X-Ray Timer 


This attachment is necessary when using the No. 408 Timer on 
equipment with over 10 milliampere capacity ; as for example, our Types 
“o_and ‘2-B” outfits.. The primary current is controlled through 
extra large contacts, and the Timer No. 408 only operates the magnet 
which in turn opens and closes these contacts. _ 


No. Code 

409 Timer No. 408 and Contactor No. AQP Soe RACE ae Fancon 

a RR ee 
; 74 
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Hand Control Switch 











Push button type, encased in hard 
rubber. Furnished with six feet con- 


necting cable. 


No. 
Ona lati’ Control, SWitCh vont ke beets eee ae reeeas eae re Ss 





Flexible Rubber Protection Gloves 


No. } Code 
361 Protection Gloves with gauntlets for wrist protection.............. Alsol 


Leaded Glass Spectacles 
No. — Code 


eG: head: Glass Spectaclesea0e iat a a a ad Alight 


Sheet Lead 


Sheet Lead, 7%” thick for mounting on walls and doors of X-ray 


rooms, for the protection of X-ray plates, etc. 


No. : ; Code 
381 Sheet Lead—in widths up to 24 inches.....-0 2c Glomus 


Lead Glass 


Lead Glass, for use as protection in cabinets and for shields. Extra 
heavy thickness, containing about 50% lead. 


No. Size Code 

DOU ea wead-Glass. Square 1ncliis soem se ee Glona 
OOle sleead) Glass se a foe eres SoBe done ee BU ee Gloss 
ooo e ened Glass. -s 225 See he ee oe ee ees 60x 8” Glusit 
OO 3" sleeads. Glass sc waste ton ee eek Ce ct ae pele Gee 2 Glutin 
eo LS 4 ame Lb 325 bed obec els acres Sg Geir ee ne cle 87x OW Glycin 
g0b bead alice: ta nue) ter ies gees 10%x122 Goad 
S969 ahead “Glassen ee a eee see 114142 Goblet 











































































































ACCESSORIES 





Lead Protection Screen 


Designed and built for the X-ray operator 
who desires the maximum protection from the 
rays. Made of 7%” sheet lead, covered’ all 
over with wooden panels. Size over all, 27 
inches by 7 feet. Has a 6’x8” imported lead 
glass window, to enable the operator to see 
the tube in action without exposing himself. 
Handsome in appearance; durable in con- 
struction. Mounted on large, free-rolling 
casters, it is easily moved about. 


No. Code 
349 Fischer protection Screen, Oak 
LADIES) 6 nucleo ea ee gn Amice 
350 Fischer Protection Screen, Ma- _ 
heganysBinish, (6 * ae ie Alum 
351 Fischer Protection Screen, Solid 
MEMOS aily. 0 Oe er ne Amara 





Other finishes on request. 


X-Ray Protection Cloth 





X-ray Protection Cloth, in strips 36” wide, any length, made of 
heavy lead impregnated rubber with a linen center insuring great 
strength as well as absolute protection. 


No. te) Code 
Boo y tClothe ly. oen ce a ee wee Ns eae Sesh eR Ameba 





Lead Protection Foil 


| _—-——SSSS 
\ = 
N/a ; > 

















For protecting parts adjacent to those being treated by the X-ray. 
Rolls are 6” wide, and .006” thick. — 


No. | Code 
380 Foil, pound (in 234-Ib. rolls) Globe 


For Prices see List Attached 
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X-Ray Protective Aprons 


X-ray Protective Aprons, made of the same material as. Nos 383: 
Code 


Lead Letters and Figures 
HAIR LINE a 
May be obtained in sets of from I to 0, or complete alphabet, or any 
desired combination of the two. 


N Code 
er eg Pee ee ene Ge Me Forged 
B63." bead. eters 4a se eee ee ee 


564. Lead: Numbers s2-2:3.5 022 





Any name not having more than two lines of more than oe 
may be cut in the top section. The four wheels may be ee ee O 
show any number up to 9999. A fifth wheel 1s provided with letters 
“R” and “L” so that the right and left may be plainly marked. 


No. 
S7Os Plateiatleeicr eo oo ee le nce ee ee ee 


Code 


For Prices see List Attached 


sea 
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ACCESSORIES 
Qa 


Army Tank Developing System 
(Magnuson Type) 





Each compartment is equipped with twin drain, so that but one con-. 
eee to re ee is necessary. The washing compartment has an 
overflow and intake pipe, so arranged as to keep a constant uni 
motion of the water. : ee 

The wall dividing the main tank is provided with air space, thor- 
oughly insulating one compartment from the other. 





No: 


1925. Army Tank System Complete, consisting of galvanized 
housing, 2 steel enamel tanks 414-in. wide and 1 gal- 
vanized: cooling tank 5-in. wide... Unfit 

1926 Cooling Tank for above system... 


Code 


ene 
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Steel Enameled Developing Trays 





No. 3 Code 

OOS MOL 2 2565 OO DIMES Akt coe ete ee ea Adeps 
1605<sHor S010" plates: 2: ee cea aR na ee oe dere Adler 
1606.5 Or slO seb pA teS. 5 oo ee te ee eG Agaric 
1GO7=. Hot. le 1AM plates este So yee ce ete Agave 
G08 hor 147 platesy ate Oe Se ee ec Agnea 


Porcelain Enameled Tanks 


Blue enameled outside, and white inside, 
with turned-over rim at the top. 

The smaller sizes listed below are widely 
used in dental laboratories; larger sizes used 
alone, or in combination with galvanized 
tanks. 





No. Code 
1698 Tank -for- 8x10" plates—size — 
3 DESO aA ee ee tes a Image 
1700 Tank for 14x17 plates—size 
; DASA OS sem Rercree ens ” Impose 
1701 Tank for 14x17 plates-——size 
BOZO yee ese a: Impugn 


Film Developing Frames 


No. Code 
7S Bor oe ye ne ee Incur 
/l\6=-For 6122x812" Milms 22.250. Indeed 
ile onc ors oct O) tl mis” 2 oa Indent 
173] ShoriO 6x2 2 Bilms: 24. oe Index 
719= sor 4A 4 oa es Palins ee India 


Lela hors la sah 7 ees Palins tok ia indict 
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Kodak Safelight Lamp 
' Fischer Interval Timer > 
This timer may be set for every in- 
| terval from a quarter of a minute up to 
| two hours. Does not start until the alarm 
I is wound and stops with the ringing of 
: the alarm. 
| | No. Code. 
No. 1602 eS OO Ce oe ae emer aa Hyper 
O. 
eee eee ieee Lamp is ideal for all dark-room uses. Unl 
safelight. eo feligiite of cae ae see eae) - Series ee Glass Graduates 
Supplied complete except See ea ee tt spetiiied, No Code 
° 5 ’ t 4 . : ; | . ° 
light, four feet of elect ie en eee besides the safe- BOd TSR G7 SIZE yi. ols sannne Stee trou sade anak dees cneneranreseas ber aan, er Relea pie 
No. saya = s 582 <- 16,07. size nif a ec ee cies Cmte ss Stee er 
102 sehen Code | ; | 
CO eee as Shee Bathko | Funnels 
The Safelight Dark Room | : | ; Fluted Funnels made of strong, heavy glass. 
Rub copes | No. Code 
y Lamp 7 : 595:....9 ozesize 


Slightly larger than the electr 
screws into an electric socket wh 
to the place where the work is to 


596 16 oz. size 


ic bulb it holds, the Safelight Lamp 


ich may be conveniently si 
pees ) y situated close 








Made of plain clear glass rod, flattened slightly at the end. Makes a 
: good mixing rod for developer and hypo. Come in pairs, one for 
Hypo and one for Developer. 
Serves a double pur | No. Code 
eee urpose; hat isis ; | 
indicates the Pi i a - a stirring device, and automatically PO less Pattee ae ae coceeateaetcesesecnseenecontatestine Advene 
| tray development. ? olutions. Equally valuable in tank or 
if No Bart 
ih as arium Sulphate 
| i! 202 Saath tema Adee gehts let : Code P 
I re eG a, Bicrianedcepsuptate tegen: Herd For use in Roentgen examinations of the alimentary tract. 
a : 
lor Prices see List Attached | No. Code 


* 1626 Package of 1 lb., with full instructions printed on label......Barsul 
a Ss 
| | 81 



























































ACCESSORIES 
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Dental Glass Developing Tanks 


Made of clear glass with two compartments, they are ideal for de- 
veloping dental films. To be used in pairs, placing the developer in the 
small compartment and cold or ice water in the large compartment of 
the first tank, and, in extreme hot weather, chrome alum solution for 
hardening the gelatin on the films in the small compartment of the sec- 


ond tank. 
No. e 4 : 

: Code 
1697 Glass Poveloping: Ratt, 6 1 Pa ea aN Impel 


The Eastman X-Ray Exposure Rule 


Positively determines the exact time of 
exposure of any part of the body at any tube 


ttf distance, spark gap, milliamperes and type of 
ae 20 hand [irra 


Secs material used. An accurate slide type rule that 


—— Chest, (Lungs) 
“— Tibla, Fibula 


-nte~| has been fully tested and approved. 


15 


— Shoulder 
[O—— Gastro-Int (asmmea) 
— Cervical Spine 


__7— Dorsal Spine 
—_— hina No . Code 
2 1733 Eastman Exposure Rule... Fasex 





Manila Filing Envelopes 


Made of heavy Manila paper, to be used for filing finished negatives. 
Have record blanks on side same as the orange X-ray Envelope. 











No. Size Code 
OS eed a MON ent cue ten WA mae Cee pete eee Fovea 
BOD LEE OV GAG cack. oes Sa, nn ies Cn cee le Frax 
NOM BN srl O es eee A ae en an ee Ege Fret 
ROD OE, Eas eee oy er ACE ee Frost 
GSLs TaLAY ey ha ach Un ee SN GR eas) Focus 
MO TIA cee een ee eG Funda 
a 
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_ Eastman Duplitized X-Ray Films 


No. Size ‘ Peete, 3 Code 
168520 oa xs 7" 3 Sper Speed sia ie Ae Cholin 
L686." 2 6A’ e894 7 Super opeed: Asie ee ee Cronic 
1667337 S00" x10". = Super Speed 0 ee oeeeeeececcteeteeee Chyle 
1688°* 10" Sst 2" Super Speeds iitc0 cs eee ee Oe cece Cina 
1689 <1)", el 4’ = Super-speed yee, es Circle 
1690" = 140 et Super Speeds i. ie be eee eg See Claret 


X-Ray Exposure Holders 


The hinged cardboard with the orange envelope, securely fastened by 
metal clips, permits the film to be handled with greater convenience dur- 
ing exposure. : 7 


No. Size | ee Code 

E678 eee evseeoeeeeeecenteceenbeanecentegectestaresectneennereceosecenearcaserssrs Le GbG 
VGA OLAS ae oe ee ay re Be a a Lagoon 
Waves 0 eakase Aetio @i AG AM ain tay aa nee Maer en nT Oe wid fe Sen eC ceny ar yee Ladder 
OS OE Ae eae eer arg a yacht ee Be meen Me si MI a Pd ee ae Laguna 
TG OZ ee LA ee ee Cp eke Nig eee Nat tery gor SA es Label 
POG ar RAE FSO ee oo Set CEPR se ee aes atta an Cae Wes va ah peas Labial 





X-Ograph Developer 


This Developer is carefully com- 
pounded from strictly high-grade 
chemicals, and will produce clear 
brilliant results—giving the snap 
and sparkle so necessary in rend- 
ering exquisite detail in bone or 
tissue structure. 


No. | | Code 
680° 1% Gallon Size—contains sufficient powder to make sixteen 
ounces of ready-to-use Developing Solution........2...222....2..---- Latra 
681 1 Gallon Size—contains sufficient powder to make one gal- 
lon“of: ready-to-use: Developing Solution:...40....4233 = Lamboy 


X-Ograph Fixing and Hardening Bath 
No. | Code 


683 1-Pound Package —contains sufficient powder to make 
? sixty-four ounces of Double Strength Fixing Solution......Braxy 


Sl 
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Dental Film Clips 







No. 1638 
No 


1638 Film Clips—-Metal 
1639 Film Clips—Metal 


Fischer Film Holder 





No: : | Code 


sae Ra ee eae TA ee eden Weaiee e Riate ciic a tlA ety Mn in ae he Casein 


Dental Film Holder 
) Fi 





No ee | | Code 


1647 Metal Dental Film Holder, for 10 films. Nickel-plated....Cactus 
1675 Eastman Film Holders for.14 dental films... 000 Vestal 


The “SP” Wooden Film Retainer 


This Wood Block Film Holder is used to sup- 
port the radiographic film in the mouth, especially 
where it is difficult for the patient to hold the film 


in proper position or when patient is distressed 
with the film. 


Can be used either for uppers or lowers. 
Easily sterilized. 


No. 
1632. “SP” Wooden Film Holder, box of 10 blocks 
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A 


The X-Ograph Film Packets 


No. Code 
1644 Small Size Films (Slow brand emulsion), package of 1 
dozen. DaCketseu. LS es Bek ae hey Gene Sete aR Ga Brow 
1645 Small Size Films (‘“Speed’’ Fast brand emulsion), pack- 
age Or dsdozen packets (os. Mia oR ces te Sai See ete ee, aa Hazed 
1648 Regular Size 1144”x15%” Films (Slow brand emulsion), | 
package Gt 2 dozen, packets. a2) Vee ances Seats Bulla 
1649 Regular Size, 114x154” (‘“Speed” Fast brand emul- 
sion), package of 2. dozen packets:22.. 2s ee Speed 


Eastman Dental X-Ray Films 


No. Size Code 

GAO Malice i xtta Mast (OS ee cee ee Ae Nc ee Brain 
NGOS ARG Slow by pes ccs ake ete ee oe te ea ial Bot 
1OGOs2 2A RTS er i Slowey pe sree etal Ne oe SN ae Botany 
MOOS Dua OR OW Ly .Den s tieee ne vel eR ea ae rence a Bougie 


Dental X-Ray Film Mounts 


We stock the best Dental Radiograph Film Mounts that are manu- 
factured today, but the list of various types and prices is entirely too 
lengthy for this publication. We suggest to those who are interested 
that they send for our 


Special Radiograph Mount Catalog 


with samples, which we will gladly send on request. 


For Prices see List Attached 
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ACCESSORIES 





Raper Angle Meter 


The Angle Meter is an instrument to 
be attached to the cone of your X-ray 
tube. It points out the correct angle at 
which the teeth should be rayed and in- 
dicates when the proper adjustments 
have been made. During three years of 
practical use the Angle Meter has proven 
itself 95% efficient. 





Lead Glass Dental Cone 


No. } Code 
1010 Lead Glass Cone 

CShont:)s* seisee ee Carus 
LOL bead. 4G ass. Cone 


(Tomer cst el et A Carlog 





No. 1011 


Fischer Adjustable 
Head Rest 
With Chair Clamp 


Especially useful for the 
dentist as an aid in supporting 
the head of the patient while 
making dental radiographs. 
Can be attached to any chair. 
Made of all metal, part nickel- 
plated, and part enameled. 

O. | Code 
1012 Fischer Head 
| Nest agi thn ee Calsis No. 1012 
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Pneumatic Air Hammer Vibrator 


Finished in black enamel and nickel-plate. Arranged to screw on end 
of pressure handle, or if desired will be furnished complete with a hard 
rubber handle and pressure hose to attach to any source of compressed 
air. Degree of vibration controlled by air valve in handle. 





No. 1510 





No?-1o11 No. 1513 No. 1514 
No. "= Code 
1otO. Ade Flammere Vibrator oo ge ee Canker 
[311 * Balle Applicator. tor Noi 510s): 00 coe i tales: er Canon 
1512: Spine, Applicator’ for No. 1510 fo fey ee Canula 
1513 Curved Applicator tor No. 1510 sont aes eye ee, Captul 
15145 large Body Applicator for: No.:15100 228 Caput 
Dr. Pope’s Dilators 





yO. = Code 
1340.- Nov size Dilator: (inset ee Popone 
1341). No. 2:size'Dilatot * oi) SS Poptwo 
1342: No. 3-size. Dilator 2142.0 fc: ee ee ee Poptre 
1343- No: 4:size Dilator «os Popfor 
1344 No. 5 Size Dilator «i002 Popfiv 
1345. Set of-five Dilatots: 2.20. Popset 
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‘Cavity Vibratodes 





No. 1561 No. 1561A 








No. 1562 
No. 
1560 Vaginal Vibratode, Hard Rubber 
15604: Vaginal, Vibratode, Soft Rubber Cap cc LS Kaolin 
‘1561 Rectal Vipratodes, bard “Rubbers oS Karma 
PSol A. Rectal Vibratode,SottsRubber Capi seit _......Karoo 
1562:( Flexible Rubber: Colon, Catheter 22.4.6. ei -Kauri 





The Pennington Rectal Cone adapted for use with the Nos 1551: 


Vibratode as furnished with all Fischer-Thompson-Plaster Electrical 
Cabinets. 


No. | Code 
moO eneludine WMetal, Holder 220825 fice ogee es i eG Penco 


For Prices see List Attached 


ia nee 
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Pneumatic Rubber Vibratodes 





No. 1550R No. 1551R 


No. 1550 





"Roe 


No, 1581 | No. 1552 No. 1552R 

No. | Code 

1550. Small’ Size: Vibratode, Rubber Holder ..::.40. 22.2 8. Kation 
1550R: > Small’ Size -Wibratode, Rubber:Cap 2 sak kee Kabul 
1551 Medium Size Vibratode, Metal Holder ...........2................ Kadesh 
1551R Medium Size Vibratode, Rubber Cap........ OU eS anit, Kaffir 
1557 aree size V ioratode,* Metal Holder 2 ea ee Kago 
LS52R:. earee Size, VabratodesRubber/Capi a2 70 see Karek 


Special Ear Vibratode 





An ingenious device for the application of vibration and variable 
sound tones simultaneously. Must be tried to be appreciated. 


No. Code 
WO, ee ee NATE RR ee Souvib 


For Prices see List Attached 
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Sinus Suction Tube 


So constructed that it is impossible for the aspirated matter to enter 
the second bulb or tubing. Furnished with 4 ft. rubber tubing and a 
metal attachment to fit the Vacuum Handle supplied with our Cabinet 
Apparatus. 


No. | , Code 
|EIS LG Fe scr lie erste fae 20 te PR pe ee Pate oe Jesitu 


Pressure Handle 


? 


use with Vibrator. No. 1510 if you have no T. & P. 


Cabinet. 





1516 
No. | Code 
Polo. Pressure Handle with O° Vubing cr ek eS Cyprus 


Pressure Tubing 


Extra Pressure and Vacuum Tubing, cotton cov- 
ered any lengths. | 
No. Code 
IS Ae pelea a ea aRere pM ae oe TEN Ca Er Re WN 4 Cyanic 





No. 1517 


De Vilbiss-Fischer Connector 





Arranged to fit the tapered end of the pressure handle furnished with 


_ Fischer Cabinets, and to accommodate the regular De Vilbiss bottles. 


No. Code 
1590.7 Metal Connector 2 ie one Ne pease Karyon 








Hard Rubber Handle, fitted with control valve, for. 
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Norio No. 1521 
No. 1520 No. 1522 No. 152 
No. . Code 
1520: Fimpty bottle only with stopper s.82 20 oe Jee eee Kali 
1521 Atomer. Sprays any liquid, oil or aqueous, in any direc- 
HONHCESIPed sels Oe ee eae ere, See a Kalium 


1522 Nebulizer. Produces a vapor; for oils only. The vapor 
can be weakened by turning the little table to a hort- 
zontal. position, or strengthened by turning it to a per- 


pPeMcicular POSttoiy coc e ese lat ae ye oe Kamala 
1523 Powder Blower. Diffuses powder perfectly in any direc- 
CEO se See a NS ee a) fe A a A eae Kalot 


1527 Atomer. For spraying oils and aqueous solutions. It can 
be easily cleaned by unscrewing the heel-piece and wip- 
TOPE TUDE oe eee a heh eh ee hee Ve ia Kulter 


Numbers 1521, 1524, 1525 and 1527 are provided with an extra hard 
rubber tube for spraying corrosive solutions. 


Eustachian Tube Opener 


Noes. 3 Code 
1575 Metal Eustachian Tube 
Genie es eines ere oe ee Kennel 





o1 
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ACCESSORIES 
Suction Bottle 
Code 

Suction Bottle, complete — 

as tlhustrated 200 S73 Hepar 
Extra. Bottlesonly; 2.32 Hatch 
Rubber Hose, foot .......... Hauld 
silver: Catheter 320 2. Haven 
Glass: Syphon so0 0s x: Hawse 














Output is under perfect control as the energy is obtained from the 
Cautery circuit, and any degree of heat may be maintained indefinitely. 


No. Code 

1570" Fischer: Air Heater, with extra unit 22:0 Acoin 
lob dischersAnge Rleater With. eh es is eu Keck 
19/2, ait opteaden Wttachment <2 ake alors fr wk oa as os Keel 


Special Cut-off 


Unless otherwise advised, the 
Cut-off will be furnished with a 
short length of rubber tubing spe- 
cial metal attachment to fit over the 
end of our Pressure Handle, as in- 
dicated on illustration. Also fur- 
nished without special “Y’ Valve 
Attachment for side of cabinet, as 
indicated on page 93 under No. 
L110. 3 
No. Code 
1928-531. Special Cut-off 2.2.2.0... SER De PAR ae ee eee Meni cite! ...Kirtle 


SSS SSS SSS SSE 


92 

















“AND SUPPLIES 





Pressure Valve Attachment for 
Fischer Combination Cabinets 


No. | Code 
1110-531 Special “Y” Valve with DeVilbiss No. 1528-531 

Cut-off with 6? ose ai oe a nena 
1111 Pressure: Valve only) 340060 irae sia, be iy eee 
1517 Extra Pressure Hose, foot. . 





Illustration No. 1 Illustration No. 2 


Vacuum Valve Arrangement 


The Vacuum Handle and 6-foot tube, illustrated under No. 2 is not 
included with the regular No. 1113, as these parts are already fur- 
nished with each of our cabinets. 


The regular Pressure Handle and 6-foot hose as shown in illustra- 
tion No. 1, above, is not included with the regular No. 1110 Valve 
order, as these parts are already furnished with each of our cabinets. 


No. Code 

1113. Vacuum Gauge and Regulating Valve with 30-inch hose........ Ides 
Die Nacuuim: Gauoe only: st oa ae os Aen ea oda Idle 
let Ac Nachum: lose. f00b aioe ROR Che tiara ane) Cyantc 


Exhaust Filter 


For mounting between the cup holder and the vacuum 
handle proper. Stuffed with absorbent cotton, it prevents 
the passage of the extracted fluid to the pump. 


No. Code 
[504° (Eoxhaust Milter 2.000 en ys ee Jefilt 
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: | Glass Exhaust Cups : | The Fischer-DeVilbiss 7 : 


























_ etn ot Sinus Suction Bottle ; 
: | Made of smoothly finished, plain glass, with rim of heavier glass te :: . 
ii} on the edges. The ends are fitted to the rubber bushing in the vacuum Consisting of bottle, nose piece, 
| handle on all Fischer cabinets containing pump features. ) é silver catheters, rubber tube and : 
| : 3 connectors. | 
{|| | | 
i} UDO ea Sets NE Umbra q 
i 1791 Bottle and Nose Piece | 

| I ESP 2 Ree tee ved Unarm | 
i 1792 Small Silver Catheter | 

| See Fok eye a Can male Unbar | 
{|| 1793 Large Silver Catheter | 


No. 1500A No. 1500B No. 1500C No. 1505 1794 Hose and Connectors 
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Rubber Vacuum Cups 


SE 














No. 1507 No. 1508 





Nos i535 No, 1556 No. 1573 





| | 
i | No. 1507R 








| | K Cade No. | | Code 

i ° | 1559... Flexible Rubber Vacuum Cup 20) Kale 

| | P3000. Vacuum: Cup,1")< Diameters jin Geese J eloy 1556 Flexible Rubber Cpe (large yee 2 2 Pe seen ee Kandy 

| | 1500B Vacuum Cite et yo.e Diameter sei ho ee te ND Jervin 1573 Metal Attachment for connecting the rubber cups to the 7 

HI 1500 sVacuum Cup s2 Diameters is ie ss ee Jesuit vacuum: handle 0.2 tas ae a ie ee Kelpie 

| | : POL Peahaiet Cup. with, trap centr tact a arte Ge Nay ye em J esty 

oo. Se pe Sits sl toca at 

| [507K Soft, Rubber Panaris Casing 0 pe Ni terra tad Ria ee Jolly No. 3 : Code | 
1508) >) Glass Gl We Tuberc ss 8 is Rs eee te Joule Pse22  Simall: can: re oS i Prien Ketch 
| SOS Soft Rubber GU, Casing (ot te ee Jugal: A089 874 1D. can sas Keease 
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Books on Physiotherapeutic Subjects 


No. On Diathermy Code 
1737 ‘“Diathermy—Its Production and Uses in Medicine and 
Surgery: by: Elkin P? Cumberbatch; Mi Dice. Incumb 
1742 “Diathermy and its Application to Pneumonia” by Harry 
HALON OLEWALL GV ter itn ernie BS ee ea aa aie Instew 
1746 “Practical Electrotherapeutics and Diathermy” by G. 
Betton viassene Wp Dy ety ty ehyZ ao NA De ial ete V erbal 
1747 “Practical Index to Electrophysiotherapy” by J. E. G. 
Nveeke Ve hoa Fea cae tien Wiel et Mees ene eats ke a MN Ras agate ak V erbos 


1749 “Physiotherapy Technic” by C. M. Sampson, M. D........... Insamp 
1750 “Diathermy in the Treatment of Genitourinary Diseases 
with Especial Reference to Cancer” by Budd C. Corbus, 


MDS .and Vincent, ],,0) Conor, Malis. see Corcon 
1769". “Hagh Frequency Practice’ (Fourth Edition) by Burton 
nage Grover Whos (tiy ler ae Oe Boar cies AN Ra te & V enous 


On Wave Currents 
1752 “Low Volt Currents of Physiotherapy” by Frederick H. 
Worseus Wig Diy east eae ears Pex ane Mepis ee ee Viabil 


Ox High Frequency Currents 
650 coh Frequency Manual” by Noble M. Eberhart, M. D...Expert 
651 ‘“Electrotherapeutical Practice” by Chas. S. Neiswanger, 


IN MEP) BY RETNA canes MRC te ct 00 FA sa ou Mee Ma Scan Bard Extend 
1747 “Practical Index to Electrophysiotherapy” by J. E. G. 

Yaa (aha Fg Cow tepr\"| Bee Geert cesta ete el UREN Mee ea eg i eae V erbos 
1765 “High Frequency Practice” (Fourth Edition) by Burton 

BakeriGnrover Mei sgn Us ei a ieee Ce en ae V enous 


On Constant Currents 
651 “Electrotherapeutical Practice” by Chas. S. Neiswanger, 
IH ER DD ig aa i e mnet A uarte ae LAR aL gt Sn usa. Oren ot Marais Extend 
1749. “Physiotherapy Technic” by C. M. Sampson, M. D......... Insamp 
1752. “Low Volt Currents of Physiotherapy” by Frederick H. 


Morsecw Mie UD ares ars comtne ery oe a ee a Viabil 
On X-Ray 
653 “Medical Electricity” by Sinclair. Tousey, M. D................- Extone 
1704 “Systematic Development of X-Ray Plates and Films” 
bysdvehninan Wendell sD iS 2 oh6 2 i ew Insure 


1707. “Roentgenotherapy” by Albert Franklin Tyler, M. D......... Indus 
1710 “U. S. Army X-Ray Manual.” Prepared under the 
direction of the Division of Roentgenology and author- 
ized by..the Surgeon-General of the, Army: 223. Infect 


On Actinic Ray Therapy 
1744 Actinic. Ray: Therapy’ ’-by; P. Howard: Plank, M.D... Inlank 
1758 Stewart’s “Physiotherapy Theory and Clinical Appli- 
GALTON sie ceases, Wines See Metra sie Se Fie ee Aaa SEN ee ras V esica 
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On the 
Following pages 
are Illustrated 
Fischer 
| Complete Units 
| Including 
| — Diathermy 

| X-Ray 
| Galvanic 





Sine Wave 
Radiant Therapy 


| | and 


Quartz Light 
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ACCESSORIES 





The Fischer Portable Diathermy and 
Electrocoagulation Apparatus, 
Type “GP? 

This unit is built into a black leatherette cov- 
ered carrying case, with closed lid, making it in 
every sense a “portable” apparatus. While this 
is a very effective office machine, it 1s more 

_ adapted to bedside work. 


Orr 
—~ 
a 


\ Electrophysiotherapeutic Treatment 
| | Outfit—Style “FO” Senior 


A handsome, impressive piece of office equip 
ment, compact, simple in operation yet the most 
powerful machine of its type available, and capable 
of the finest kind of results. | 


| 
The Fischer Combination 




















No Code De Ne See a 

L230. anne ee eee e teen eecneentenneeenneceenenencataaes Nigres Ask for descriptive pamphlet Form No. 451 

| Ask for pamphlet Form No. 430 ! : moO OH 

| ia de | me The Fischer Portable Diathermy and 
| The Fischer Type “LO” Senior prea cate #\ppatatus, 






Jiigh Frequency Diathermy Apparatus. 


This unit is built into a handsome solid walnut 
case, with glass top. Designed especially for the 
» operating room or at the bedside. Equally valu- 
able for both medical and surgical work. 

No. ; Code 
1250.2 Without: Cart" Nor 1255: es Taney 


Ask for descriptive folder Form No. 451 


‘concerned with the specific application of medical’ — 
-and surgical diathermy (electro-coagulation), D’Ar- 
sonval auto-condensation and monopolar high fre- 
quency currents, but who have no desire for motor 
and pump features. 


No. Coan | | a ee 





| 
Designed especially for those physicians who are 
| 











| | 232 | 
TS eee te ee The Fischer Portable Diathermy | 
i ou 
| Ask for pamphlet Form No. 430 and Electrocoagulation | 
| Apparatus, Type “G”’ 

} x HK | PP » typ 

| \ No. ; Code 

| : ; : Diathermy Therapy” : | 1251 Mounted on Walnut Cart No. 

| | The Text Book of Diathermy. 118 pages, beau- \ | [Po oy ota tey Gian CAGE tise eee Tancy 

; tifully bound in Kroydon cover, copiously illustrated. ‘ No physician’s office, no hospital or sani: 





| Gives full information on Medical and Surgical Dia- tarium is complete without some good 
| 


thermy, Monopolar Desiccation, Autocondensation, physiotherapy equipment — particularly a 
’ diathermy apparatus of the portable or semi- 
¥ portable type. Such a machine is a very 

decided requisite if modern methods of 


medicine and surgery are to be employed. 


| Ask for descriptive folder Form No. 451 


High Frequency. Also indications and treatment 
for the various diathermy applications. The latest 
practice of leading physiotherapeutists, compiled for 
the benefit of the physician and surgeon who em- 
ploys diathermy. Form No. 535A. Price, $1.00. 











| 
7 | | 98 4 99 
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ACCESSORIES 








The Fischer Type “S” 
30 Milliampere Coolidge Radiographic 
Unit 


No. Code 
1225 Capacity; 30: MonA Wat 45-inchigap 2. Mater 


Ask for pougpiier Form No. 353 





xk R 
The Fischer Type “R” 
Coolidge Radiographic Unit 
No. Code 
816. Capacity, 10° MA. at: a 25-inch 
ey fee ee UN ata re eM a Rexra 





The Fischer Improved Interrupterless 
X-Ray Transformer Type “2-B” 





No. Code. 
803" “Capacity; 60 MA: at.a 6*inch gaps... Vacate | 


Write for pamplet Form No. 341 





100 











i) 








* AND SUPPL TES 





The Fischer Galvanic Current Generator 
Nose Code 
E2006 3 i ee ee Galvan 
The extreme importance of- the 
galvanic current in the practice of 
modern medicine is recognized by 
the majority of physicians of today, 
in gynecology, urology, etc., for 
depilatory work, ionization, rectal 
lesions, electrolysis, strictures, etc., 
etc. 
Ask for descriptive pamphlet 
Form No. 524 


_ The Fischer Portable Galvanic Current Generator, 
| Battery Type 

No. Code 
|e (Pe aa See ace emcee nth neh a ies ee Vesper 

This battery-operated Generator is convenient 
for use in localities where electric light current 1s 
not available. Some physicians prefer it for all 
galvanic treatments, because the battery current 
is absolutely steady, without even the minutest in- 
terruptions, and is especially desirable where ex- 


tremely fine milliamperage is used. 
Ask for pamphlet Form No. 818 








The Morse 


Wave Generator, Type A-25 
No. “« =Gode 
LOD 5 oe Aes ee ee he Ulema 


The Type A-25 Morse Wave Gener- 
ator marks a new epoch in sine wave and 
galvanic apparatus construction; a new 
method of producing alternating current 
of a frequency much higher than here- 
tofore employed in sine wave or sinu- 
soidal apparatus, and caused to surge by 
a mechanical device to produce involun- 
tary exercise of muscle tissue of the 


body. . 
Ask for bulletin No. A-25 
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The Fischer “Superior” 
| | Radiant Therapy Lamp 
i] No Géde 


Combination Unit—Alpine : 
Sun and Kromayer Lamps | 








Medical literature abounds in 
reports .of' the. desirability of 
light therapy in many condi- 
tions. There come to the mind 
of the progressive physician 
many instances where it is in- 
dicated as a curative, or a valu- 
able adjunct and_ alleviative. 
The logic of light stands out 
pre-eminently. 


By far the greatest effect of the sun’s 
rays is due to the ultra violet, but a 
more intense producer of ultra-violet rays 
is ‘the quartz lamp. Here the rays 
are always available, always constant, 
and can be administered in quantity to 
ceive the desired results. 

Both the Alpine Sun and Kromayer 
Lamps are producers of ultra-violet rays, 
that give the maximum intensity for 
therapeutic procedure. 


Send for descriptive pamphlet 








Send for descriptive pamphlet 
Form No. 674 














No Code The Kromayer 
PAO OG ie ee Boe “age Meimy Ultra-violet Lamp 
| 
Following our policy, this new | No. Code 
model Alpine Sun Lamp is the Prac Fiala Morante Giaes Seen hn er Micro 


outcome of observations and 
careful studies made of the use 
of the quartz lamps in the hands 
of the physicians. This appara- 








This type presents a conven- 
ient and intense source of ultra- 
violet rays, with features and 
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tus is so constructed that it in- 
creases. the efficiency of such 
work, making it more convenient 
to manipulate, and more durable. 


Send for descriptive pamphlet 





ability to function, far surpass- 
ing any other apparatus of simi- 
lar purport. 


Send for descriptive pamphlet 
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Bibliography of Physiotherapeutic Literature 


ALEXANDER, C. B., Electrothera- 
peutic methods in treatment of frac- 
tures, Proc. Roy. Soc. “Med. (Sect. 
Electro-Therap.) 17: 29-34, Sept., ’24. 


BALL, W. G., Treatment of simple 
papilloma of bladder by fulguration. 
Brit. J, sure: 21l:4760-771, April; 224 
(illus.:).. 


BORDIER, H., Diathermy in cancer, 
Paris Med. 1: 227- 232, March: 8,224: 
Ab. J. A. M. A. 82: 1503, April 26, 24. 


BORDIER, H., Diathermy plus radio- 
therapy in infantile paralysis, Presse 


Med. 32: 414-416, May 10, ’24. 


BORDIER, H., Practical notes on dia- 
thermy, J. de radiol. et d’electrol. 7: 
454-455, Oct. ’23. 


BORDIER, H., Roentgen ray epitheli- 
oma cured by diathermy, Press Med. 
30: 1083-1084, Dec. 16, ’22 (illus.) ; 
ab. J. A. M. A. 80: 588; Feb. 24, 1923; 
also in Paris Med. 12; 469- 371, Nov. 
25.22 illus.) 2ab: Te ALAM: A. 80: 
283, Jan. 27, 23, 


BREUER, R. G., Diathermy ; its field 
and application, J. Radiol. 4: 423-426, 
Dec., ’23. 


BUBEN, I., VON, Diathermy for 
gonorrhea in women. Deutsche med. 


Wehnschr. 47: 1427, Nov. 24, 1921. 
BUSSON, Fulguration in abscess of 


lower genitourinary tract, J. d’urol. 


18: 124-128, Aug., ’24. 


BUTLER, J., Ultra-violet ray therapy 
in dermatology, Arch.’ Dermat: °& 
Syph.-9 +51-72: Jan ’’24. 


CARLTON, A. C., Removal of tonsils 
by  electrocoagulation. California 
& West Med. 22: 554-556, Nov. 724. 


CATZEFLIS, A., Electric iron treat- 
ment of acute gonorrhea of the ante- 
rior urethra, Ann. D. Mal. ven. 19: 
631-634, Aug., ’24. 


CISNEROS, E., Therapeutic Electro- 
coagulation, Semana Med. 2: 94-100, 
Juiy 10, 24. 
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CLAYTON-GREENE, W. H., In sur- 
gical practice: Lancet 1: 1192, Jeck/. 
1922, 


CORBUS, B. C., Treatment’ of. Endo- 
cervicitis with diathermy. Surgery, 
Gynecology & Obstetrics, Jan., ’24. 


CORBUS,-BY CaS Qi€ONOR. Vasile 
Diathermy: a specific fot gonorrheal 
epididymitis. J. Urology 12: 139-145 
Aus. 24° (llus;). 


CORBUS; BuGA&: OFGCONOR. Were 
Treatment of gonorrheal endocer- 
vicitis, by heat. Surg, Gyne. Obst. 
38: 119-123, Janey 240 


CRABBE,: S., AND:“BILLINGTON, 
Saas Etiology and treatment of 
rheumatoid arthritis and allied dis- 
eases, with electro-therapeutic notes, 
Brit: M. J., 1: 1087-1089, June 21, 24. 


CUMBERBATCH, E. P., Discussion 
on medical diathermy. British Med. 
Journal:23311, Aue, -25;-1923. 


CUMBERBATCH, E. P., Discussion 
on Surgical Diathermy. 


ELLIS, -L. E., Diathermy in pneu- 
monia. M. J. south. “Africa; 19: 
147-149, Dec., ’23. 


FALBING, N., Electrocoagulation for 
Bladder Papilloma, Ugesk. F. Laeger 
86: 81-83, Jan.,. 24, 24. 


FOUTS,..Rs-W., Physiotherapy treat- 
ment of bone and joint injuries, J. 


Radiol 5: 272-274, Aug., ’24. 


FOUTS, R. W., Physiotherapy treat- 
ment of X-ray burns, J. Radiol 5; 
147-149, May, ’24. 


FURNISS, H. D., Ulcers, Fulguration 
of Hunner ulcers, Am. J. Obst. & 
Gynec. 7: 288-291, March, 24, 


GRUNBAUM, R:, Technic and _ indi- 
cations for diathermia, Wien. klin. 


Wehnschr.°36.:/29-30,- Jan. 11. 23: 
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GUTTMACHER, M;.,. & MAYER,:E.; 
Studies with ultra-violet light; effect 
of quartz-mercury-vapor irradiations 
(Alpine quartz light) on experimen- 
tal tuberculosis of cornea in rabbits. 


Am. Rev. Ruberc...10: 250; Dec.,:.’24. 


HANCOCK, J. D., Osteochondroma of | 


phalanx,?: Kentucky -M.*; F.-.22>.589: 
Dec:, 724: 


HANFORD, C. W., Cancer of tongue | 


under influence of radium, electro: 
coagulation and X-ray, J. Radiol. 
S555 7 bebe 24: 


HARMON, D. W., Diathermy in treat- 
ment of pulmonary tuberculosis, J. 


Radiol. 5: 316-317, Sept., ’24. 


HARRISON, W. J., Diathermy in dis- 
eases of the nose and throat. British 
Med. Journal 1 :-220,. Feb: 12,1921. 


EARRISON, “We. Je): Diathermy * if 
malignant disease of mouth and 
fauces. Practitioner 108: 321, May, 
1922. | 


HIRSH, A. B., Diathermy in some bone 
lesions. Surgery, Gynecology and 
Obstetries:32--71 Jan. 21 


HUMPHRIS, F. H., British Med. Jour- 
hal -2%°275, 276, 279, Aue. 20,° 2) 


HUMPHRIS, F. H., Diathermy in high 
blood-pressure and other conditions 
British Med. Journal 2: 314, Aug. 25, 
1923. 


HUMPERTS: “Hes Medical~: dig: 
thermy, Am. J. Electroth. & Radiol. 
Al: 22 3232326, Oct? 23: 


JACKSON, 25. a Diathermy in inter- 
nal medicine, J. A. M. A. 83: 266-270, 
July 26; 224: 


KELLER, P., Dosage of ultraviolet 
rays. Klin. Wcechnschr. 3: 1668-1670, 
Sept. 9, ’24. 


KOLISCHER, G., Electro coagulation, 
Je Radiol:+5: 335- D372, eta 24: 
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KOLISCHER, G., Surgical diathermy 
and radiotherapy in cancer of uterus. 
Surg. Gynec. - Obstet. 35: 227, Aug. 
1922. 


KOLISCHER, G., Treatment of. ma- 
lignant tumors by combination of 
surgical diathermy and radiotherapy, 
J; Radiol. 5: 3392341, -Oct.7724- 


KOLISCHER, G, & KATZ Sure 
gical diathermy in its relation to 
radio-therapy, J. Radiol. 4: 76-78, 
Marehs23, 


KRAUS, F., Deep thermometry in dia- 
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7024315, April 6,- 1923. 


KOOPMAN, J., Effects, ‘ultra-violet 
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LACEY, T. B., Medical diathermy in 
pneumonia of children. J. Radiol. 5: 
200-202, June, ’24 


LACEY, T.. B., ‘Ultra-violet’ treatment 
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By Harry E. Stewart, M. D. 


Pneumonia, In— With Fourteen Case 


IRERORUS are ee a Pe ee ens ae ae 501 
By H. V. Broesser, M. D. 
Pheumonia;, Treatment: of. 200 Set 770 
By William Benham Snow, M. D. 
Pulmonary.“ Tuberculosiss “ino 3 ae 636 


By Burton B. Grover, M. D. 
Pulmonary Tuberculosis, The Treatment of_704 
By Dean W. Harman, : 


Rectuny; Ot: These os Gar bs ot ois ek eee 621 
By -P: Fs James; M.. D. 

Sciatica; * Treatment ofa ee ee 682 
By: Fe:-Kraus;. M:) D. 

Ugg, do ees eee aan en ae BP NE SN RM RE 552 
By H. W. E. Walther, M. D. 

Pee, d Nis Vents Bett re Reve Oat PB AAR at tr mie Lid 614 
By A. G. Fleishman, M. D. 





Form 
Title No. 
DIATHERMY «<SURGIGAT: 
Benign: Polpi of the Rectum) sme oe 486 
By Gustav Kolischer, M. D. 
Benign Skin :-Blemishes oo 2s Sars 645 
By Albert F. Tyler, M. D. fs 
In Its Relation to Radiotherapy____ 
By Gustav Kolischer, M. Dees a 
Malignancies, The preatent Of oie ewe E 554 
By A. Es Yocom, Jt DD: 
Malignancies, Treatment : lla sapiens DD RC te 667 


By -Grant.E.:Ward,;, M.2D; 
Malignant Tumors, The Treatment of 

By Gustav Kolischer, Med: TT inert 
New Growths of the Face and Mouth, 


Surgical Diathermy in the Treat 
Bee ye he eatment of_577 


New Growths of the Pace and Mouth__ 
By Albert F. Tyler, M. D. ee Tone 


The Principles of: Didathermy ec kee 646 
By Gustav Kolischer, M. D. 


ELECTRO-COAGULATION 


Accessible’ Malignancies 20 2a Gu ies 541 
y G. M. Wyeth, M. D. 
Accessible:-Malignanties, "Inu 0 as 632 
y J. U. Giesy, M 
A. DestructivexA cemta i. 20 a SO ae 53 
By..T. Howard: Plank, M.D: 
Carbuncles, “The Treatment , of 22.2 se 758 
By A. David Willmoth, M. D. 
Electro-Coagulation::'2 5° ere Sn ae 576 


By Gustav Kolischer, M. D. 


Electro-Coagulation: of =. Tonsilscn 3. 3 ae 488 
By T.. Howard -Plank, M.-D. 

Electro-Coagulation: ‘of: Tonsils 22s) ee ae 640 
By’ Bo:.C. Rose,'M.: .D 

Eipitheliotia ere oo Saas a eins aN eee ie 759 
By W. B. Chapman, M. D. 

Eepitheliomag 250 ee oe ee eee 701 
By Albert F. Tyler, M. D. 

Essenitials® of? 2232 soi ed a eG vee 533 
By. T..:Howard Plank,:;M:.D; 

Elemorrhoids,, of. ia 2250 spi ga. ho! shee ia 479 
By Ji 2B Waarine;.-M2D, 

Tts:Place “in :Surgeétys i 2h aaa 631 
Byi-l.,. Howard Planks Weide 

Its: Place “in Surgey cn. ie Beas eee ene ane 678 
By: Ts; Howard: Plank. D: 

Occlusion‘of the ‘Rectum: ee aes 624 
By* Hi: Bordier; ‘M.D; 

Removal: of ‘Tonsils. by.22u0 eee 622 


By. Robert C. Carlton, M: D. 
Fonsillectomy, Vs. Electro-Coagulation___635 


By LG . Williams, M. D 
PHYSIOTHERAPY 
st eceestRIe Malignancies, The Treatment of_632 
y. J.. Uy Giesy,: MD: 
hee Adjunct to Orthopedic Surgery_---_-_- 642 
By J. E. M. Thomson, D. 


Applied ie Eye, Ear, Nose and eat eae 


COnditiON Ss! REE EN eas a a ete 
By H. M. Thometz, M. D. 
Chronic Gonorrhea and its Complications,, 


Treatment “Of 52 ae Rene es 8 
By C. L. Rowell, M. D. 
Economic’. Valtie of} heal sess Sees 703 


By Emile C. Duval, M. D. 
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PHY SIOTHERAPY--CONT’D 
Electrical Currents in Living Tissues___-- 611 
ye oe (Cecdtenry, «Me D. 
FendocervicltiS: <..  ee e  e 510 
By W- 3B. Chapman, MD. e 7. 
Pibronista 2) i ee Se Se 638 


By J: U, ‘Giesy;-M. :D. 

From a Surgeon’s Standpoint, Physio- 
THOR AD ys es Se ee 536 
By Fy J-Cotton, M.D. 

Gallbladder Disease Treated by Sine SANE ee 


Bnd sLiatheriniia ie ee ee 
By John G. Walsh, M. D. 


aes SOI ATi as rat is ee alka co Sens ec a ee eo 620 
U. Giesy, M. D. 
ice on A> Plead) WOR oe ee 639 
By W. H. Morse, M. D. 
Galvanism in Atresia RAR ate Ne OR tsa Ne See 739 
ByJc°U:.-Giesy,:- MyD.: 
Gonococcal Vesiculitis, Treatment of----- 666 


By M. E. Roucayrol, 

POEs Endocervicitis, “The Sageatert 
By Budd C. Corbus, M. D. 

High Frequency Current, The------~~--- 664 
By Albert C. Geyser, M. D. 

High Frequency Currents and Roentgeno- 
therapy, . Vesical: “Tumors~2 5-2 490 
By G. Kolischer, M., D. 

Hofantie Paralysis, Artificial Sunlight in_740 

By G. Murray Levick, M:=:D: 

liolwow- back Conditions." 3522-22 le2+5— 591 
By Frank B. Granger, M. D. 

Industrial Injuries, In the Treatment of-_760 
By Guy E. Barr, M 


Industrial ese AED [AY cates Weg HO Wie 708 
By Emile C. Duval, M. D. 
In Genera Practice (Physiotherapy) —--~- 634 
JG, “Walshs: M.D. 
In the “Medical Department of the U. S. 
Ie real wen seca oer eae atone Men 2s a 499 


By os H. Hakansson, M. D. 
elo and Keloidal Growths, Beane: 
3 


By Curran Pope, M. D. 


Measured Wave. Currents 205 3 ae OS 528 
By Frederick H. Morse, M. D. 
Neuritis; by phoid 4.422 Na 641 


By Miles J. Breuer, M. D. 
Peripheral Nerve Paralysis with — Dia- 


thermy.,. Lhe.'Treatment jof 225" 28 ——U <> 679 
ByAiuxs iz. 
Payeolericy Effects. of“ Blectricity 22 <= 761 
By: William-.L.Glark, M.D. 


Pulmonary Tuberculosis, In Physiotherapy 662 
By Miles J. Breuer, M. D. 


Piles, Electro-Surgical Removal of__--_-- 625 
By! W.«B- Chapman; MD 


Physiotherapy from the Standpoint of the 


Man: in:.General:‘Practiceln ee ee 647 
By -B: H. Sherman,* M.D: 

Physiotherapeutic Medicine ~--_-________ 612 
By:.B: Bz-Grover; .Mz7D. 

PrOStatitisny jo. ces te beers eee See LS ae 531 
By: Wi: Bz:Chapman; VL. D. 

Pas Chromiess se oe aS oe 555 


wpe Williams: M.D: 


a at ree, by Electro-Therapy, The Treat- 
ment Op- Chronic 2220s es Soe see 511 
By W:.=B=z' Chapman; M:::D: 


“SAPS SEE STE BSS TE TS EN TPT AE TF TRE EAL GN LP SEALS MEDD I Ph ERNST HN BE SEE RTD TA LTR PTE TE I NEY DL DS RELI TC ERE EER EIS ELLE PED 
| 112 : 


Form 
Title No. 
Pyorrhea Alveolaris, The Treatment of-__542 
By W. B. Chapman, M 
Quartz Light Therapy in Diseases of Ear_561l 
By Se Donnelly, Ma). 


“Radiant: Energy in the Treatment of oe 


WW Gia ses ee es OR et as 45 
By A. R. Hollender, M. D., and M. H. 
Cottle, M. D. 

Rectal Histuiae by Radiated Dye, Treat- 
ment’ Of (2202. ee i 8 el ea ee 746 


By J. G. Walsh, M. D. 


Rickets to Light, Relationship of.___------ 744 
By A. B. Marfan, M. D. 
SCiAEICA ocak ee eee Re de tees Eee 658 


By Miles J. Breuer, M. D. 

Selection of Physiotherapeutic Modal- 
Ti ao ee nS eee Sate Me ah Es dS SG aoe Ps 587 
By W. Scott Keyting, M. D. 

Tonsil Fulguration Better Than eee 


Operations 24a eu ie ee ee ee 
By T. M. Stewart, M. D. 
Tuberculosis by Physical Agent, Treat 


PVH COLE ee ee Rea a ae eee 11 
By W. B. Chapman, M. D. 

Mamots..o1 the bladders ee Se eee 532 
By Howard A. Kelly, M. D. 

TamiOrs, 7 CSICal ook Aes ke ee 490 
By Gustav Kolischer, M. D. 

Witra: Violet in= Alopécta— 2-2 ae See Jewel 
By T. M. Stewart, M. D. 


Ultra Violet Light on Nasal Membranes, 
Influence of Unusually Large Doses of_769 
By A. R. Hollender, M. D. and M. H. 
Cottle,7 M.D: 

Ultra Violet Ray in Eye, Ear, Nose and 
Throat: Lroubled?.c ei seo ee ee 706 
By Ira O. Denman, M. D. 

When and How to Select Physiotherapy 
Modality 202332522" eee bee eae 587 
By W. Scott Keyting, M. D. 


TONSILS 
Electro-Coagulation of Tonsils_____---~--- 693 
By tke solmer, : 


Conservative Electrothermic Treatments of 
Bag tol hw pee Ree IR ace a eR Oe EER, eat 681 
By A. I. Arneson, M. D. 

rape ation Better Than Tonsil Operation_563 

. M. Stewart, M. D. 


Paes ofEnlarged Tonsils2-=+----_- 623 
By H...B..Thomson,.M.,D. 

Coaculation. .of Lonsile. =) fe a ee 698 
By R. E. Elmer, M. 

Desiccation of TGisild <2 2 Ae 90 
By H. M. Thometz, M. D. 

Desiccation. OL “LOnsilS oo a eee 702 
By Harry M. Thometz, M. D. 

Renal Diseases aca os Sate oS ee ede 644 
By Curran Pope, M. D. 

Typhoid: Neuritis," Technique me 232-57 S22 641 
By Miles J. Breuer, M. 

Ultra-Violet Treatment of Mes tnees comer sex 580 


By Thomas B. Lacey, M.D 

Ultra-Violet Therapy in Peritoneal and 
Glandular Tuberculosis of Children____684 
By Dr. Gerstenberger, M. D. 


‘Uterine: Subinvolution <2 eee ae 660 
By: J... Giesy; M:..D 


X-Ray :Treatment.:of.\Tonsils 22.222 es 610 
By-A.7L..2 Yocom) £3; ; ; 
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Blower, Powder IOS BT pes eee 91 Dorcleane Tank (Glass) SE Rs PE aR i 
Boards for Ovethead Wire ts GG Developing cao BOR BS eee ere 78 
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Breuer Safety Switch re ae cop ep 33 DeVilbiss Continctce eee Ta ue eae hen aee Bat an 
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autery= Transformer 2) 7S lathermy Hand Electrodes ___ 
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Compression’: Gonés* 22 es Be SUR ElssuooBand ay Films (Dental)________ 85 
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Corbus Endovervicitis Electrode 2 -_____ 21 Eve Mepis ee eee re 
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oN tg mae a ns cr Vy Sec RRS a Orse: Duriace-Hlectrodess ea ae 2° 
Beadle Aone acy a aoa | Mote Cree eee 
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use code number if order is telegraphed. 





Ordered by 
Address _- 
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(In placing first order it is generally best to send _ 
_ cash with order or have goods come C. O. D.) 
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